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I: Multichannel magnetocardiographic measurements with a physical thorax
phantom (Medical & Biological Engineering & Computing 37, pp. 2–7, 1999)
In this work, a novel non–magnetic thorax phantom and artiﬁcial dipolar sources were
applied in assessing the accuracy of magnetocardiographic (MCG) equivalent current
dipole (ECD) localizations. The data were recorded in the same clinical environment
where the patient studies are carried out. The localizations were found to be accurate
within a few millimeters, provided that the signal–to–noise ratio (SNR) and the good-
ness of ﬁt of the localizations were suﬃciently high. The dependence of the goodness of
ﬁt on the SNR was derived, and the experimental results were found to correspond to
the derived model. The ECD localization accuracies obtained in this study, evaluated
in certain ranges of the SNR and of the goodness of ﬁt, are an indication of the best
possible accuracy achievable in clinical studies.
II: Nonﬂuoroscopic localization of an amagnetic stimulation catheter by
multichannel magnetocardiography (Pacing and Clinical Electrophysiology 22,
pp. 1210–1220, 1999)
The accuracy of magnetocardiographic ECD localizations was investigated in ﬁve pa-
tients using a non–magnetic stimulation catheter. The position of the tip of the
catheter was documented on biplane cine X–ray images. MCG signals were then
recorded during cardiac pacing. Non–invasive localizations of the tip of the catheter
were computed using individual, homogeneous boundary element models to model the
torso. The mean distance between the tip of the catheter determined from ﬂuoroscopy
and MCG localizations was 11 ± 4 mm. The mean distance between the localizations
calculated during the stimulus spikes and in the beginning of the evoked responses was
4 ± 1 mm. The accurate 3D localizations of the tip of the catheter suggest that the
MCG method could be developed towards a useful clinical tool during electrophysio-
logical studies.
vIII: Bioelectromagnetic localization of a pacing catheter in the heart (Physics in
Medicine and Biology 44, pp. 2565–2578, 1999)
In this work, the non–magnetic catheter was applied in 10 patients. Biplane ﬂuoro-
scopic imaging with lead ball markers was again used to record the catheter position.
In addition to the MCG recordings, simultaneous multichannel body surface poten-
tial mapping (BSPM) recordings were performed at the BioMag Laboratory during
catheter pacing. ECD localizations were computed from MCG and BSPM data, em-
ploying standard and patient–speciﬁc boundary element torso models. Using individual
models with the lungs included, the average MCG localization error was 7 ± 3 mm,
whereas the average BSPM localization error was 25 ± 4 mm. The results of this study
indicate that the accuracy of ECD localizations calculated from MCG data is superior
to the accuracy obtainable from BSPM measurements.
IV: The eﬀect of geometric and topologic diﬀerences in boundary element mod-
els on magnetocardiographic localization accuracy (Accepted for publication in
IEEE Transactions on Biomedical Engineering, 2000)
The study was performed to evaluate the changes in MCG dipole localization results
when the geometry and the topology of the torso model were altered. Three reference
torso models were manipulated to mimic various sources of error in the measurement
and analysis procedures. The eﬀect of each modiﬁcation was investigated by calculating
3D distances from the “gold standard” ECD localizations, obtained with the reference
models, to the locations obtained with the modiﬁed models. The eﬀect of inhomo-
geneities (lungs, intra–ventricular blood) was found to be signiﬁcant for deep source
locations. However, superﬁcial sources could be localized within a few millimeters even
with non–individual torso models. In general, the thorax model should extend long
enough in the pelvic region, and the positions of the lungs and the ventricles should
be known in order to obtain accurate localizations.
V: Comparison of regularization methods when applied to epicardial minimum
norm estimates (Biomedizinische Technik 42 (Suppl. 1), pp. 273–276, 1997)
In this study, MCG measurements of ﬁve patients with the non–magnetic catheter
in the heart were used to validate the calculated minimum norm, or current density,
estimates. The estimates were computed at the stimulus spikes and during the follow-
ing depolarization on the triangulated epicardial surfaces using diﬀerent regularization
techniques. The applied techniques were: (i) the truncation of the singular value de-
composition, (ii) Tikhonov regularization, (iii) weighting and (iv) recursive weighting.
When the Tikhonov method was used, the value of the regularization parameter was
determined by means of the L–curve. In techniques (iii) and (iv), the square roots of
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the optimal dipole amplitudes were applied. The results of the study showed that when
the source was located within 8 cm from the sensors, all regularization techniques were
able to localize the center point of the source current distribution correctly. However,
the estimates calculated for a relatively deep source (13 cm away from the sensors)
clearly showed the need for weighting. In this case, the techniques (i) and (ii) failed to
give a meaningful description about the underlying activity.
VI: Current density estimation on the left ventricular epicardium: A potential
method for ischemia localization (Biomedizinische Technik 44 (Suppl. 2), pp. 143–
146, 1999)
Diﬀerent regularization operators applicable in Tikhonov regularization were tested
by calculating current density estimates (CDEs) from simulated MCG data on the
epicardial surface of the left ventricle. Second–order regularization was found to be
superior to zero–order regularization. In addition to simulations, CDE was applied in
13 coronary artery disease (CAD) patients. MCG measurements were performed at
rest and after stress using a non–magnetic exercise ergometer. CDEs were calculated
from the ST–segment diﬀerence signals. In four single–vessel CAD patients, an increase
in the CDE amplitude was found to correlate with the expected ischemic myocardial
region. In nine three–vessel CAD patients, PET was used as a reference in separating
the areas of viable myocardial tissue from scar regions. In this patient group, the areas
of low CDE amplitude were found to match with scar regions whereas a high CDE
amplitude was found to correlate with viable areas.
VII: Non–invasive determination of the activation sequence of the heart: Valida-
tion by comparison with invasive human data (In: A. Murray, S. Swiryn (Eds.):
Computers in Cardiology 25, pp. 313–316, 1998)
In this paper, results from a validation study carried out with the uniform double
layer (UDL) source model were presented. Invasive human data obtained from four
patients with an old myocardial infarction that underwent open–chest surgery in order
to treat ventricular arrhythmia were used in the validation. During surgery, the epi-
cardial activation was mapped by using an electrode sock wrapped around the heart.
The invasively determined activation maps were compared to the calculated activa-
tion times, obtained from BSPM data measured prior to surgery. The overall patterns
(such as breakthroughs and regions of late activation) were reproduced quite well in
the computed data sets. However, there was a clear diﬀerence in the precise locations
of these sites. This could be caused by the uncertainty in the positions of the epicar-
dial electrodes, or by the infarcted regions for which the assumption about a uniform
double layer does not hold.
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VIII: Uniform double layer solutions for magnetocardiographic and body surface
potential mapping data (In: T. Yoshimoto, M. Kotani, S. Kuriki, H. Karibe and
N. Nakasato (Eds.): Recent Advances in Biomagnetism: Proceedings of the 11th Inter-
national Conference on Biomagnetism, Tohoku University Press, Sendai, pp. 290–293,
1999)
In this study, the properties and the accuracy of the ventricular activation times, calcu-
lated from MCG data, were compared to those of invasive and BSPM data presented in
Publication VII. The qualitative comparison between the measured and the calculated
epicardial activation times showed that the calculated maps were, in general, in good
agreement with the measured data. However, certain diﬀerences were present both in
the MCG and BSPM maps. In the quantitative comparison, the activation times at
the electrode locations, calculated from MCG data, had an average relative diﬀerence
of 29 % with respect to the measured data while for BSPM maps the average relative
diﬀerence was found to be 37 %. However, more accurate information about the lo-
cations of the invasive electrodes would be necessary to make a reliable quantitative
comparison.
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List of abbreviations
The most important abbreviations used in the overview are listed and explained below.
AT activation time
AV atrio–ventricular
BE boundary element
BEM boundary element method
BSPM body surface potential mapping
CAD coronary artery disease
CDE current density estimate
CEF cardiac evoked ﬁeld
CEP cardiac evoked potential
DC direct current
ECD equivalent current dipole
ECG electrocardiography
EP electrophysiological
FEM ﬁnite element method
gSVD generalized singular value decomposition
HTC high–temperature
HUCH Helsinki University Central Hospital
HUT Helsinki University of Technology
LAD left anterior descending coronary artery
LCX left circumﬂex coronary artery
LTC low–temperature
LV left ventricle
LVH left ventricular hypertrophy
MCG magnetocardiography
MI myocardial infarction
MNE minimum norm estimate
MR magnetic resonance
MRI magnetic resonance imaging
PET positron emission tomography
RCA right coronary artery
RF radio–frequency
RMS root–mean–square
RV right ventricle
SA sino–atrial
SNR signal–to–noise ratio
SQUID superconducting quantum interference device
SVD singular value decomposition
tSVD truncated singular value decomposition
UDL uniform double layer
VT ventricular tachycardia
WPW Wolﬀ–Parkinson–White
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List of symbols
The most important symbols of the overview are listed and shortly explained below. Vectors
and vector functions are denoted with boldface letters.
Ji (microscopic) impressed current density [A/m
2]
Jp (macroscopic) primary current density [A/m
2]
Jv volume current density [A/m
2]
Jtot total (quasi–static) current density [A/m
2]
E electric ﬁeld [V/m]
B magnetic ﬂux density [T] (in this thesis referred to as the magnetic ﬁeld)
∇ gradient operator (nabla)
ρ total charge density [C/m3]
0 electric permittivity in vacuum [F/m]
µ0 magnetic permeability in vacuum [H/m]
σ electric conductivity [S/m]
φ electric potential [V]
r position vector referring to an observation (ﬁeld) point
r ′ position vector referring to an integration (source) point
V ′ a bounded volume conductor containing the current sources
Sk bounding surface in a piecewise homogeneous torso model
M number of surfaces in a piecewise homogeneous torso model
hi(·) basis function in boundary element formulation
∆i ﬂat triangular boundary element
Ω solid angle matrix
I identity matrix
g goodness of ﬁt
m number of sensors
n number of source points
Li magnetic lead ﬁeld vector of the i
th sensor
L lead ﬁeld matrix
Γ inner product matrix of the lead ﬁelds
J∗ minimum norm estimate
J current density estimate
λ regularization parameter
R regularization operator
D2 discrete approximation of the surface Laplacian
µi generalized singular value
κ curvature function
D weighting (or pre–conditioning) matrix
F magnetic ﬁeld component or electric potential in the UDL formulation
A(·, ·) magnetic or electric transfer function in the UDL formulation
H(·) Heaviside step function
τ activation time on the ventricular surface [s]

11 Introduction
The electric current related to the functioning of the human heart causes diﬀerences in the
electric potential inside the body. The measurement of these potential diﬀerences on the
body surface, known as electrocardiography (ECG), was developed as a clinical tool already
in the beginning of the 20th century. By now, the ECG has established an important role in
clinical diagnosis and research of the cardiac function (e.g., MacFarlane and Lawrie 1988).
In a more recent approach, ECG signals are collected with an electrode array to achieve
denser spatial sampling. Measuring ECGs this way is usually referred to as body surface
potential mapping (BSPM) since the anterior and posterior surfaces of the upper body (the
torso) are covered with electrodes.
The same current sources in the heart generating the ECG also give rise to a magnetic
ﬁeld inside and outside of the body. The magnetic ﬁeld produced by the heart was ﬁrst
measured by Baule and McFee (1963). This result gave birth to magnetocardiography (MCG)
(e.g., Siltanen 1988). The maximum amplitude of the magnetic ﬁeld generated by the human
heart, approximately 10−10 T, is several orders of amplitude weaker than the earth’s magnetic
ﬁeld. Therefore, the detection of MCG requires sensitive detectors and usually also shielding
against external magnetic disturbances. Nowadays, the detection of MCG is based on highly
sensitive sensors, Superconducting QUantum Interference Devices (SQUIDs), which were
invented in the 1960’s. In an MCG measurement, the sensors are usually arranged in a plane
or in a concave surface close to the chest of the patient. The measurement is completely
non–invasive, i.e. no contact, external media, electromagnetic ﬁelds or other radiation are
directed towards the subject to be measured. As with ECG signals, information about the
function of the heart is obtained with millisecond time resolution.
Estimating the bioelectric current sources in the body from biomagnetic measurements is
often referred to as magnetic source imaging or functional source localization (e.g., Ha¨ma¨la¨i-
nen and Nenonen 1999). Therefore, the corresponding estimation in the heart is called
cardiomagnetic source imaging. With a high enough localization accuracy of the current
sources in the heart, valuable information can be provided, e.g., for the pre–ablative eval-
uation of arrhythmia patients. This evaluation is of special importance since nowadays
the radio–frequency (RF) catheter ablation has replaced antiarrhythmic drug therapy for
the treatment of many types of cardiac arrhythmias (Morady 1999). For example, in the
Wolﬀ–Parkinson–White (WPW) patient group with an accessory conducting pathway from
the atria into the ventricles, RF ablation has eliminated the need for surgical ablation in
almost all patients and the need for antiarrhythmic–drug therapy in many patients. The
eﬃcacy of catheter ablation depends on the accurate identiﬁcation of the site of the ori-
gin of arrhythmia. Successful MCG results have been reported in locating the abnormal
ventricular pre–excitation sites associated with the WPW–syndrome, origin of ventricular
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extrasystolic beats, and origin of atrial arrhytmias (e.g., Nenonen et al 1991a, Ribeiro et al
1992, Weismu¨ller et al 1992, Fenici and Melillo 1993, Ma¨kija¨rvi et al 1993, Oeﬀ and Burghoﬀ
1994, Moshage et al 1996). A prolonged exposure to radiation can therefore be reduced by
taking into account the MCG localization result in the ablation procedure. Furthermore,
preliminary studies also carried out in this thesis indicate that ischemic areas, i.e. areas which
are suﬀering from lack of oxygen, and infarcted regions could be localized from multichannel
MCG recordings. In addition to localization studies, multichannel MCG and BSPM studies
have shown to be especially promising in evaluating the risk of life–threatening arrhythmias
in diﬀerent cardiac pathologies, especially after myocardial infarction (e.g., Montonen et al
1995, Hubley–Kozey et al 1995). A recent review on MCG and BSPM studies has been
presented by Stroink et al (1996), and on magnetic source imaging in the brain and in the
heart by Ha¨ma¨la¨inen and Nenonen (1999).
In source localization studies, the forward problem has to be solved ﬁrst, i.e. one has to
calculate the electric potential or the magnetic ﬁeld, generated by the current sources in the
heart, on and outside of the body, respectively. In the inverse problem, the current source
is determined from the MCG and/or BSPM measurements. However, even with a complete
knowledge of the electromagnetic ﬁeld outside of the source region, the inverse problem
cannot be uniquely solved because the same ﬁeld distribution can be produced by inﬁnitely
many current source conﬁgurations. Therefore, restrictive assumptions about the current
sources are needed. The conventional way is to use equivalent source models for describing
the actual currents. The parameters of the source model can then be determined from the
measured data, e.g., in a least–squares sense. In addition to the current source, the media
surrounding it needs to modeled. The volume conductor models used in cardiomagnetic
source imaging studies are usually referred to as torso models.
In this thesis, the aim was to investigate the obtaible accuracy of cardiomagnetic source
imaging results using diﬀerent source models. In addition, the eﬀect of the torso model
on the localization accuracy was examined. In some studies, also body surface potential
mapping data were used for comparison purposes. A high impact was given to clinical ap-
plications, i.e. how the calculation methods would work in patients. In Section 2, the basic
theory related to modeling the torso and the current sources inside the heart is presented
as background information. The most commonly used source model, the equivalent current
dipole (ECD), and studies related to it are described in Section 3. The obtainable accuracy
of ECD localizations was investigated inside a phantom by using artiﬁcial current sources
and in patients by using a non–magnetic stimulation catheter. In addition, the eﬀect of
torso modeling on MCG dipole localization accuracy was thoroughly evaluated. In Sec-
tion 4, calculation methods suitable for solving an equivalent current density are presented.
These methods were developed and applied with simulated and measured MCG data. The
uniform double layer (UDL) source model, which can be used in representing the spread
3of the ventricular activation, was also studied by using invasively measured epicardial po-
tential data for validation. The UDL model is described in Section 5. The main research
centers currently involved in cardiomagnetic studies, especially the BioMag Laboratory at
the Helsinki University Central Hospital (HUCH) where all the magnetic measurements ana-
lyzed in this thesis were performed, are presented in Section 6. Section 7 contains discussion
about cardiomagnetic source imaging as well as it’s future aspects.
4 2 MODELING OF VOLUME CONDUCTOR AND CURRENT SOURCE
2 Modeling of volume conductor and current source
In the following, the genesis of the bioelectric current sources inside the heart is brieﬂy
described. Thereafter, the well–known integral equations suitable for treating the problem
in terms of bounding surfaces inside an inhomogeneous volume conductor (Barnard et al
1967a, 1967b, Geselowitz 1967, 1970, Hora´cˇek 1973) are presented. The formulation based on
the bounding surfaces is needed in the calculations based on the boundary element method
in which the surfaces are tessellated with geometrical elements. Finally, the concepts of
the forward and the inverse problems are introduced. Since the inverse problem has no
unique solution, the current source inside the heart is usually described with a source model,
characterized by the values of the model parameters. The most commonly–used source
models, applied in solving the cardiac inverse problem, will also be described. The source
models investigated in this thesis and the estimation methods used in solving the values of
the model parameters will be presented in the following sections.
2.1 Biolectric current sources and the activation of the heart
A cardiac cell at rest exposes a potential diﬀerence between the intra– and extracellular
spaces so that the interior of the cell has a negative potential relative to the exterior. This
potential diﬀerence is caused by the diﬀerences in the permeability of the cell membrane to
diﬀerent ions and by the ion pumps in the membrane. In the resting state, the cell membrane
is rather permeable to potassium (K+) ions whereas the permeability for the sodium (Na+)
ions is low. Therefore, the resting potential has a negative value close to the Nernst potential
of K+ ions, approximately between −80 mV and –95 mV. As a response to a stimulus, the
permeability of the cell membrane to Na+ ions increases. Thus, Na+ starts to ﬂow across
the membrane causing the potential diﬀerence over the membrane to approach the Nernst
potential of Na+ which has a positive value. The amplitude of the change in the membrane
voltage of a normal cardiac muscle cell is about 100 mV. The electrical activation results
in the mechanical contraction of a muscle cell which is initiated by the inﬂux of calcium
(Ca2+) ions, which further release Ca2+ ions inside the cell. The fast depolarization phase is
followed by a plateau phase in the membrane potential, lasting approximately 200–300 ms.
After the plateau phase, the membrane potential returns to it’s original value. During the
process, the cell is refractory, i.e. unable to respond to an additional electrical stimulus.
The activation cycle of a healthy heart is initiated by the sino–atrial (SA) node, located
above the right atrium. In the special pacemaker cells of the SA node, the value of the
membrane potential increases until the threshold for the opening of the Na+ ion channels is
reached. From the SA node, the electrical activation spreads along the internodal tracts in
the atria thus depolarizing the atrial muscle cells. A phase of slow conduction is occurring
in the atrio–ventricular (AV) node in the border of the atria and the ventricles. In the
5Fig. 1: The time courses of the membrane potentials during the electrical excitation of the
heart: the SA node, the atria, the AV node, the bundle of His, the bundle branches, the
Purkinje ﬁbers and the ventricular muscle (Netter 1991).
ventricles, the activation spreads along the bundle of His, the right and left bundle branches
and the Purkinje ﬁbers which eﬃciently initiate the depolarization of the endocardial muscle
cells. The excitation ﬁnally spreads from the endocardium towards the epicardium. The
whole ventricular muscle is normally activated within 100 ms. The shapes of the membrane
potentials in diﬀerent types of cardiac cells is presented in Fig. 1, along with their timing with
respect to an ECG signal measurable on the body surface. The form of the corresponding
MCG signal closely resembles to the shape of the ECG signal. The activation of the atria
causes the P–wave whereas the excitation of the ventricles causes the QRS–complex to appear
in the ECG signal. The repolarization of the atria is hidden underneath the QRS–complex
while the repolarization of the ventricles results in the T–wave.
The electric current ﬂowing through the cell membrane is usually referred to as the
microscopic impressed current density Ji (Plonsey 1969). The resulting magnetic ﬁeld or the
changes in the electric potential due to the impressed current ﬂowing in one cardiac cell are
too minor to be measured outside of the body. However, the activation in the heart spreads as
a wavefront, and therefore several cells are activated simultaneously. When the macroscopic
current distribution related to the activation of the heart is considered, it is customary to
speak about the primary current density Jp. The primary current density is restricted to
the electrically active tissue (Tripp 1983), and it can be deﬁned as the diﬀerence between
the total current density Jtot and the passive, ohmic volume current Jv: Jp = Jtot − Jv.
The volume current Jv is the result of the macroscopic electric ﬁeld on charge carriers in the
conducting medium (Ha¨ma¨la¨inen and Nenonen 1999). The primary current is the target of
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interest in solving the inverse problem. Because the volume current also contributes to the
electric (E) and magnetic (B) ﬁelds, it has to be taken into account in the solutions.
2.2 Quasistatic approximation
As the total current density Jtot in the body is time–dependent, the generated electric
and magnetic ﬁelds also vary with time. In the human body, the capacitive component
of tissue impedance has been found to be negligible in the frequency band (< 1000 Hz)
of internal bioelectric events (Plonsey 1969). Therefore, the time–varying electric potential
and magnetic ﬁeld in the human body can be assumed in most cases to behave as if they
were quasi–stationary. According to this approximation, the true time–dependent ﬁeld terms
(∂E/∂t, ∂B/∂t) in Maxwell’s equations can be left out, and the quasi–static equations can
be expressed as
∇ · E = ρ/ , ∇× E = 0 ,
∇ ·B = 0 , ∇×B = µ0(Jtot +∇×M) ,
where ρ is the total charge density and  = r0, where r is the relative electric permittivity
of the medium and 0 is the electric permittivity of vacuum. The magnetic permeability
of vacuum is denoted with µ0 and the magnetization of the medium with M. Usually it is
assumed that M has no eﬀect on the ﬁeld B.
The total current density Jtot can be divided into two components as explained before.
The ohmic volume current relates directly to the electric ﬁeld as Jv = σE, where σ is the
electric conductivity of the medium. Because the curl of the electric ﬁeld vanishes, the
electric ﬁeld can be written as a gradient of a scalar potential E = −∇φ. Therefore, the
total current density can be expressed as Jtot = Jp − σ∇φ. Because the divergence of the
total current density vanishes, the following Poisson equation is valid for a region containing
primary sources:
∇ · Jp = ∇ · (σ∇φ) . (1)
If no primary sources are present, Eq. 1 turns into the Laplace equation ∇ · (σ∇φ) = 0. In
a general case, the electric conductivity σ may be anisotropic, i.e. the conductivity varies as
a function of direction. In such a case, σ in Eq. 1 can be expressed as a tensor.
The integral form of the curl equation for the magnetic ﬁeld presents the Ampe`re–Laplace
law:
B(r) =
µ0
4π
∫
V ′
Jtot(r
′)× (r− r ′)
|r− r ′|3 dv
′ , (2)
where r is the observation (ﬁeld) point, r ′ is the integration (source) point, and the inte-
gration volume V ′ contains all sources. By including the separation of the total current into
primary and volume current components, Eq. 2 can be expressed as (Geselowitz 1970)
B(r) =
µ0
4π
∫
V ′
(Jp(r
′) + φ(r ′)∇′σ(r ′))× (r− r
′)
|r− r ′|3 dv
′ . (3)
7Eq. 3 shows that in the case of an inﬁnite homogeneous volume conductor, the second term
in the integral vanishes, and the magnetic ﬁeld depends only on the primary current. Also
in special kind of bounded volume conductors, such as a sphere and an inﬁnite half–space,
the radial component of the magnetic ﬁeld, which is usually to be measured, is unaﬀected
by the conductivity diﬀerence over the bounding surface. The sphere model is often applied
in brain studies, and the inﬁnite half–space has been used, e.g., to approximate the anterior
surface of the torso in heart studies.
In the general case, the volume conductor may contain regions with diﬀerent and even
anisotropic electric conductivities. In such a case, the electric potential and the magnetic
ﬁeld in the whole volume conductor will have to be solved from Eqs. 1 and 2, e.g., with
the ﬁnite element method (FEM) (e.g., Czapski et al 1996 and Klepfer et al 1997) or with
the ﬁnite diﬀerence method (FDM). In cardiomagnetic source imaging studies, however, the
volume conductor is usually modeled as piecewise homogeneous. In this case, the boundary
element method (BEM) (e.g., Brebbia et al 1984) can be used in the calculations. In BEM, the
computational demands will be smaller than in FEM or FDM. The BEM is used throughout
this thesis.
2.3 Piecewise homogeneous volume conductor
In the following, we assume a piecewise homogeneous volume conductor consisting of M
diﬀerent regions. Each region has a constant and isotropic conductivity, σk, and is bounded
by the surface Sk. In this case, the gradient of the conductivity vanishes everywhere else
except at the borders of the regions, and the volume integral of the second term in Eq. 3
can be turned into a surface integral (Geselowitz 1970):
B(r) = B∞(r)− µo
4π
M∑
k=1
(σ′k − σ′′k)
∫
Sk
φSkdSk ×
(r− r ′)
|r− r ′|3 , (4)
where σ′k and σ
′′
k are the conductivities inside and outside of the surface Sk, respectively.
The primary current density Jp produces the magnetic ﬁeld B∞ in an inﬁnite homogeneous
volume conductor, and dSk = n dSk is a vector element of surface Sk, oriented along the
outward unit normal n.
The electric potential φSl on the surface Sl in a piecewise homogeneous volume conductor
can be obtained from Eq. 1 by applying the proper boundary conditions and by using the
Green’s theorem (Barnard et al 1967a, 1967b, Geselowitz 1967, Hora´cˇek 1973):
φSl(r) =
2σs
(σ′l + σ
′′
l )
φ∞(r)− 1
2π
M∑
k=1
(σ′k − σ′′k)
(σ′l + σ
′′
l )
∫
Sk
φSkdSk ·
(r− r ′)
|r− r ′|3 , (5)
where σs is the electric conductivity at the source location and φ∞ the electric potential in
an inﬁnite homogeneous volume conductor. The conductivity on the surface Sl is deﬁned as
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the average of the conductivities inside and outside of the surface: σSl =
1
2
(σ
′′
l + σ
′
l). Since
the unknown potential functions are inside the integrand, Eqs. 4 and 5 are not analytically
solvable in a general case. However, they can be solved numerically with the BEM. The
boundary element (BE) torso models used in the MCG inverse calculations typically contain
at least the surface of the torso. Improvements in the torso models can be obtained by
including the lungs and the intraventricular blood masses. The torso models can be recon-
structed, e.g., from magnetic resonance (MR) images. Recently, automated methods have
been developed for the reconstruction of BE models (Lo¨tjo¨nen 2000). The modeling of the
volume conductor will be further addressed in section 3.5.
2.4 Boundary element approximation
In the boundary element method, an approximate solution φ˜ for the potential on the bound-
ing surfaces can be obtained by representing the surfaces in simpliﬁed forms and by approx-
imating the potential with a set of basis functions. The bounding surfaces, separating the
regions with diﬀerent conductivities, are tessellated with geometrical elements. This reduces
the surface integrals in Eqs. 4 and 5 to summations of surface integrals over the elements.
The approximate solution φ˜ is deﬁned as a linear combination of Nf basis functions, denoted
by h1, · · · , hNf , such that
φ˜(r) =
Nf∑
i=1
αihi(r) , (6)
where αi are scalar coeﬃcients and r is a point on one of the bounding surfaces. The sum
of the basis functions in any r is restricted to one.
Flat triangular elements, denoted as ∆i, are most commonly used in the biomagnetic cal-
culations. With these elements, constant or linear potential approximations can be applied
which have also been used in this thesis. Higher–order elements, such as curved triangles (Fri-
jns et al 2000, Genc¸er and Tanzer 1999) and 8–noded isoparametric quadrilateral elements
(Wach et al 1997, Fischer et al 1998, 1999a), have also been introduced in the literature. A
brief description of the diﬀerent approximations will be given in the following.
2.4.1 Constant potential approach
In the constant potential approximation, the center points of the triangles are used as the
discretization points. The potential is assumed to be constant over each triangle, resulting
in the most simple set of basis functions:
hi(r) =
{
1 if r ∈ ∆i
0 otherwise
. (7)
Therefore, the integration in Eqs. 4 and 5 can be reduced to summations over the constant
potential values, multiplied by the solid angle factors Ωij = − 12π
∫
∆j
njd∆j(r
′) · ci−r ′|ci−r ′|3 ,
9where Ωij is the solid angle (divided by 2π) subtended by the triangle ∆j at the centroid
ci of triangle ∆i, and nj is the outward unit normal of triangle ∆j. The value of the solid
angle for a plane triangle can be calculated analytically (van Oosterom and Strackee 1983),
and Eq. 5 can be discretized into
φl = gl +
M∑
k=1
ωlkφk, l = 1, . . . ,M , (8)
where the vectors φl and gl contain the values φli and g
l
i = (2σsφ
l
∞,i)/(σ
′′
l + σ
′
l) in each
triangular element ∆li of the surface Sl. The matrices ω
lk are composed as follows:
ωlkij =


σ
′
k−σ
′′
k
σ
′′
l
+σ
′
l
Ωij if i = j
0 if i = j
. (9)
The formulation in Eq. 8 for all the surfaces can be expressed as a matrix equation (Nenonen
et al 1991a, Purcell and Stroink 1991)
(I − Ω)Φ = G , (10)
where the vectors G and Φ contain the inﬁnite and bounded potential values in all triangles,
I is the identity matrix and Ω is composed of the matrices ωlk. However, the matrix (I −Ω)
is singular, and no unique solution can be derived for Φ from Eq. 10. The technique of
multiple deﬂations (Lynn and Timlake 1968) is needed to alter the matrix (I − Ω) so that
the singularity is removed and the matrix can be inverted. Thereafter, a modiﬁed solution
Φ˜ for the bounded potential values can be obtained from
Φ˜ = (I − Ω˜)−1G , (11)
where (I − Ω˜) denotes to the deﬂated matrix. Thereafter, reﬂation is needed to obtain the
true potential values on the inner surfaces. The body surface potentials do not need to be
reﬂated.
The surface integrals in Eq. 4 can be discretized with the constant potential approach as
follows: ∫
Sk
φSkdSk ×
(r− r ′)
|r− r ′|3 ≈
nk∑
j=1
φkjajnj ×
(r− cj)
|r− cj|3 , (12)
where nk is the number of elements representing the surface Sk and aj is the area of triangle
∆kj . Thereafter, Eq. 4 can be written as a matrix equation. By including the bounded
potential values the result is (Nenonen et al 1991a)
B = B∞ + CΦ . (13)
Eqs. 11 and 13 provide the means to include the eﬀect of boundaries in a piecewise homoge-
neous volume conductor. The matrix (I− Ω˜)−1 depends only on the geometry of the volume
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(a) (b)
Fig. 2: The BE potential approximations used in this thesis, showing a) constant values of
potential over each surface triangle and b) linearly varying potentials.
conductor, and therefore does not need to be calculated again if the geometry remains the
same. The matrix C also contains the locations of the measuring sensors, and therefore
needs to be updated if the sensor conﬁguration changes. A schematic view of the constant
potential approximation is presented in Fig. 2a.
2.4.2 Linearly varying surface potentials
Another more recent approach is to let the surface potential vary linearly over each triangle.
In this case, the basis functions are deﬁned as follows (de Munck 1992):
hi(r) =
{
det (r,rj ,rk)
det (ri,rj ,rk)
if r ∈ ∆jki
0 otherwise
, (14)
where det denotes to the determinant and ∆jki to any triangle for which ri is a node; the
other two nodes are noted by rj and rk. The basis functions deﬁned in Eq. 14 equal to one
at the node ri, and drop linearly to zero while approaching the edge rk − rj. An analytic
formulation for the surface integrals in Eq. 5 in case of linearly varying surface potentials
has been presented by de Munck (1992). Thereafter, Ferguson et al (1994) presented an
analytic derivation of the surface integrals in Eq. 4. In the linear formulation, the solid
angles subtended by triangles for which the observation point is a node are usually treated
separately. The treatment is based on the fact that the solid angle subtended by a smooth,
closed surface at a point on the surface equals to –2π. Therefore, the remaining solid angle
can be distributed between the observation node and the neighboring nodes in matrix Ω.
As the number of nodes equals approximately to one half of the number of triangles, the
size of the matrix Ω in the linear case reduces to one fourth with respect to the constant
potential approach. The accuracy of constant vs. linear potential approximation in calcu-
lating body surface potentials has been investigated by Ferguson and Stroink (1997). They
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found that in general, the linearly varying surface potentials produce more accurate solu-
tions. However, a study about the eﬀect of constant vs. linear approximation in the MCG
forward and inverse calculations has not yet been published. In this thesis, both constant
and linear approximations have been used in the calculations.
2.4.3 Higher–order elements
The ﬂat triangle elements can be turned into higher–order elements, such as quadratic or
cubic (e.g., Genc¸er and Tanzer 1999), by adding discretization points in the triangles. In such
cases, the basis functions as well as the elements will have second– or third–order shapes.
This is called isoparametric formulation which means that both variation in the geometry
of an element and the potential function on it are deﬁned with the same interpolation
functions. The surface integration over the elements is then done numerically. Eight–noded
isoparametric quadrilateral elements have been used, e.g., by Wach et al (1997) and by
Fischer et al (1998) in calculating the transmembrane potential distribution on the surface
of the heart. Fischer et al (1999a) have compared diﬀerent basis functions applicable with
eight–noded quadrilateral elements. They found that the use of so–called serendipity basis
functions is likely to cause local oscillations in the solution while the basis functions based
on complete second–order Lagrange polynomials produce more stable solutions. However,
the eﬀect of higher–order elements on the numerical accuracy of the ﬁeld calculations is
still unclear; inaccuracies, e.g., in the numerical integration may erase the improvements
obtained by the more accurate discretization of the bounding surfaces. On the other hand,
if the source is located close to a bounding surface, the higher–order functions might be
beneﬁcial due to their variation over the element. In this case, constant or linear potential
approximation could cause numerical errors in the calculations.
2.5 Modeling of the current source
In source localization studies, the forward problem has to be solved ﬁrst, i.e. one has to
solve the electromagnetic ﬁeld on the surface and outside of the body for the selected source
and volume conductor models. The inverse problem in electro– and magnetocardiography
involves the estimation of the electrical activity of the heart from measured body surface
potential and magnetic ﬁeld values, respectively. As the magnetic ﬁeld outside of the body,
or the potential distribution observed on the surface of the body, can be generated by an
inﬁnite number of distinctive source distributions inside the heart, there is no unique solution
to the inverse problem on the basis of the measured ECGs or MCGs alone; a restrictive
model describing the current source is needed. The solution to the inverse problem is then
obtained by minimizing the diﬀerence between the measured data and the data produced by
the existent values of the source model parameters. In the following, the most commonly–
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used source models in cardiac inverse studies are brieﬂy reviewed. The source models used
in this thesis will be more thoroughly introduced in the following sections.
2.5.1 Point–like source models
The most commonly used source model in solving the inverse problem of magnetocardiogra-
phy is the equivalent current dipole, ECD (e.g., Cohen and Hosaka 1976, Savard et al 1980,
Purcell et al 1988, Nenonen et al 1991a, Hren et al 1996). The ECD can be described with
six parameters: three location coordinates and three dipole moment components, and it is
restricted to only one point in space
Jp(r
′) = Qδ(r ′ − rQ) , (15)
where Q is the moment and rQ the location of the ECD. The ECD is the ﬁrst term of the
multipole expansion for the magnetic ﬁeld which can be derived from the magnetic vector
potential Ap related to the primary current distribution Jp (Katila and Karp 1983)
Ap(r) =
µ0
4π
∫
V ′
Jp(r
′)
|r− r ′| dv
′ . (16)
The magnetic ﬁeld can be obtained from the total magnetic vector potentialA asB = ∇×A,
where A = Ap +Av, and Av is the vector potential related to volume currents. However,
the magnetic ﬁeld in a homogeneous volume conductor, or the radial component of the ﬁeld
in an inﬁnite half–space, can be obtained from the vector potential in Eq. 16. To obtain the
multipole expansion, the denominator inside the integral in Eq. 16 is expressed as a Taylor
series:
Ap(r) =
µ0
4πr
∫
V ′
Jp(r
′) dv′ +
µ0
4πr3
r ·
∫
V ′
r ′Jp(r ′) dv′ + . . . , (17)
where the ﬁrst term contains the dipole and the second the quadrupole component of the
multipole expansion. The current dipole studies will be described in detail in Section 3.
Other point–like source models are the higher–order terms of the multipole expansion, such
as the quadrupole and the octupole, and the magnetic dipole (e.g., Katila et al 1987, Nenonen
et al 1991b, Ma¨kija¨rvi et al 1992). If the primary current is conﬁned into a small volume
of cardiac tissue, the use of point–like source models is physiologically justiﬁed, such as
in localizing the onset of the ventricular activation. However, when the activation starts
to spread in the cardiac muscle, the assumption about a small current source region is no
longer good.
2.5.2 Distributed source models
Distributed source models have been developed for describing the bioelectric current sources
in a more realistic way than is possible with point–like source models. A source model
based on representing the primary current distribution with an equivalent current density
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was introduced by Ha¨ma¨la¨inen and Ilmoniemi (1984). The applied calculation methods and
the results obtained in this thesis by using the equivalent current density will be presented
in Section 4.
Another source model, developed during the past 15 years at the University of Nijmegen
(Huiskamp and van Oosterom 1988), is the Uniform Double Layer (UDL). It describes the
activity of the heart during ventricular depolarization in terms of the activation times at the
epicardial and endocardial ventricular surfaces. The UDL model has also been investigated
in this thesis, and it will be presented more thoroughly in Section 5.
A popular and widely applied source model, suitable for solving the inverse problem
of electrocardiography, is the epicardial (or pericardial) potential distribution (e.g., Barr
et al 1977, Rudy and Messinger–Rapport 1988, Shahidi et al 1994, Hora´cˇek and Clements
1997, Oster et al 1997). It has been used as an equivalent generator for the body surface
potentials on the basis of a one–to–one relationship between the body surface potential
and the potential on the epicardial surface (Yamashita and Geselowitz 1985). Despite the
theoretical uniqueness between the two potential distributions, the discrete sampling on the
body surface and the smoothing properties of the volume conductor cause the problem of
solving the epicardial potential distribution from body surface potentials to be ill–posed,
i.e. sensitive to even small amounts of noise in the measured data. The concept of ill–
posedness, as well as the mathematical means for obtaining a stable solution for an ill–posed
problem, will be addressed in detail in Section 4.
The transmembrane potential distribution over the surface of the heart has also been used
to model the cardiac electrical activity (e.g., Wach et al 1997, Fischer et al 1998, 1999a).
This source model can be derived from the bidomain model of the heart (e.g., Geselowitz
and Miller 1983). In the bidomain model, the cardiac muscle is considered to consist of an
intracellular and an extracellular domain where current passes from one domain to the other
through the cell membrane. The transmembrane potential φm is deﬁned as the potential
diﬀerence between the intra– and extracellular space: φm = φi − φe. If the anisotropic
electric conductivity of the cardiac muscle is taken into account, the electric potentials in
the extracellular domain are associated with current sources proportional to the spatial
gradient of φm inside and on the surface of the heart (Geselowitz and Miller 1983). Hence,
from a given φm throughout the myocardium, one can calculate the electric potential and the
magnetic ﬁeld on and outside of the body surface, respectively. If equal anisotropy ratios in
the intra– and extracellular domains are assumed, the volume contribution vanishes and the
potential outside of the heart can be expressed as a function of the transmembrane potential
on the surface of the heart (Yamashita and Geselowitz 1985).
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3 Current dipole localization
The equivalent current dipole (ECD) has been widely applied in the inverse problem of
MCG due to it’s simplicity. It has been proven successful in locating early activation sites,
especially an accessory pathway between the atria and the ventricles in the Wolﬀ–Parkinson–
White (WPW) syndrome, and the origin of ectopic beats and arrhythmia. In addition to
MCG studies, the ECD has also been applied in multichannel BSPM measurements. In
the following, the calculation methods used in the ECD localization are ﬁrst introduced.
Thereafter, the results obtained with the ECD are described, proceeding from simulation to
clinical studies. In the end, the eﬀect of volume conductor modeling is addressed.
3.1 Calculation methods
Previously, current dipole localizations have been carried out by minimizing the contribution
of the higher–order terms of the multipole expansion presented in Eq. 17. The dipole location
was obtained as the site where the quadrupole contribution to the observed potentials or
the magnetic ﬁeld was minimized. This technique has been described, e.g., by Cuﬃn and
Geselowitz (1977) and Savard et al (1982), and applied in clinical studies by Gulrajani et al
(1984) and Savard et al (1985).
Nowadays current dipole localizations are carried out by assuming that the current source
is composed of a dipole only. The calculations are most commonly performed with a non–
linear least squares optimization algorithm, known as the Levenberg–Marquardt (LM) algo-
rithm (Marquardt 1963). The LM–algorithm has been used in this thesis, and it requires
an initial guess for the dipole parameters. The values of the parameters are then used to
generate the forward solution. Thereafter, the dipole is shifted and scaled to minimize the
residual between the measured and computed MCG maps. The squared residual is often
referred to as the biomagnetic cost function. Dipole localizations can also be calculated with
the Simplex method (see e.g., Press et al 1993).
The quality of the ECD localizations can be assessed, e.g., with the goodness of ﬁt value,
g, which measures the similarity between the measured and the calculated magnetic ﬁeld
over all m sensors:
g = 1−
∑m
i=1(Bi − B˜i)2∑m
i=1B
2
i
, (18)
where Bi denotes the measured and B˜i the calculated magnetic ﬁeld at the i
th sensor, respec-
tively. A high goodness of ﬁt value indicates that the non–dipolar components of the data
are negligible, and thus the localizations can be expected to be accurate. The required ac-
curacy of ECD localizations is strongly dependent on the application; an accuracy of 10 mm
could be considered adequate for most clinical purposes. However, the result should be in
the correct anatomical region of the heart.
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The problem in the LM–algorithm is that, e.g., in the presence of measurement noise
or bounding surfaces close to the current source, the biomagnetic cost function can have
multiple minima where the algorithm can converge to. In this case, the solution of the LM–
algorithm will depend on the initial values of the parameters which have to be close to the
true values to obtain a correct solution. So–called global approaches in ECD localization
have been proposed as solutions to this problem. In the method suggested by Scholz and
Schwierz (1994), the concept of locally optimal dipoles was presented. Solving the dipole
moment was separated from the calculation, and thus the biomagnetic cost function became
dependent on the location of the dipole only. The whole solution space was then scanned
through, and the global minimum of the cost function was selected to be the true solution.
Thereafter, the components of the dipole moments were obtained by a linear ﬁt from the
measured data.
Uutela et al (1998), in turn, investigated three global optimization methods in ﬁtting
a multidipole model to neuromagnetic data: clustering, simulated annealing and genetic
algorithms. The genetic algorithm was found to be superior to the two other methods.
However, using a global localization scheme is considerably more time consuming than the
iterative LM–algorithm.
3.2 Simulation studies
The accuracy of the ECD localizations has been the subject of investigation in several simula-
tion studies regarding the inverse problem of magnetocardiography. Most studies are related
to the eﬀect of the torso model on the localization accuracy. Such studies will be discussed in
more detail in section 3.5. In a recent simulation study investigating the applicability of the
ECD as the source model, Hren et al (1998) positioned pre–excitation sites on the epicardial
surface along the AV ring of an anatomical model of the human ventricular myocardium.
Electric potential and magnetic ﬁeld distributions were then simulated on and outside of the
torso model, respectively. They found that with an accurate torso description and with a
realistic amount of measurement noise, a minimum in the ECD localization error (7 ± 3 mm
both for MCG and BSPM) was achieved 20 ms after the onset of pre–excitation. Later in the
activation sequence, the eﬀects of the size and the shape of the activation wavefront started
to reduce the ECD localization accuracy.
3.3 Phantom and animal studies
The accuracies of MCG and BSPM dipole localizations have also been studied with phantom
experiments. In a phantom study by Moshage et al (1996), the measurements were done
with a plexiglass tank (size: 40 cm × 40 cm × 25 cm) together with bipolar and quadrupolar
stimulation catheters. The inﬁnite halfspace was used as the volume conductor model. At
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source–dewar distances between 8 cm and 20 cm, the ECD localization errors were reported
to be between 5 mm and 30 mm.
In Publication I, artiﬁcial dipolar sources inside a physical thorax phantom were applied
to experimentally investigate the obtainable accuracy of the magnetocardiographic ECD
localizations. For the measurements, the phantom was ﬁlled with saline solution with an
electric conductivity of 0.21 S/m which corresponds to the average conductivity of the hu-
man thorax (Geddes and Baker 1967). The 67–channel cardiomagnetometer at the BioMag
Laboratory, located at HUCH, was employed in recording magnetic signals generated by
seven dipolar sources located from 25 mm to 145 mm below the surface of the phantom.
The signal–to–noise ratio (SNR) and the goodness of ﬁt of the localizations were used in
assessing the quality of the results. In Publication I, the expected dependence between the
SNR and the goodness of ﬁt was derived to be
g ≈ 1− 1
SNR2
, (19)
and the results were found to correspond to Eq. 19. With the SNR between 5 and 10, the
average localization error was found to be 9 ± 8 mm, while for the SNR between 30 and
40 and for the goodness of ﬁt between 99.5 % and 100 %, the average error reduced to
3.2 ± 0.3 mm. However, in patient measurements Eq. 19 might not hold due to systematic
model errors or to correlated noise in the data. In Figs. 3a and 3b, the BE model of the
phantom and the source positions are presented. The average localization errors and the
standard deviations of the errors are presented in Figs. 3c and 3d. The results show an
improvement in the accuracy with increasing values of SNR and goodness of ﬁt.
In a phantom study by Fenici et al (1998), the accuracies of both MCG and BSPM dipole
localizations were investigated by using a non–magnetic stimulation catheter (Fenici et al
1996). The average MCG localization accuracy was 2–7 mm while the average BSPM local-
ization accuracy was 4–10 mm, depending on the depth of the source. The phantom study
was performed using the same non–magnetic catheter as was used in patient measurements
in Publications II and III. Therefore in a phantom, the MCG and BSPM dipole localization
accuracies were found to be of the same order. In a phantom study by Tenner et al (1999),
the eﬀects of cylindrical inhomogeneities, representing the lungs, were studied by calculat-
ing MCG and BSPM dipole localizations. They found that the localizations were typically
distorted by 5–10 mm when the inhomogeneities were discarded from the BE model. In
addition, 10–30 % errors were found in the estimated dipole amplitudes.
The accuracy of BSPM dipole localizations has also been studied from experimental
setups. Savard et al (1980) performed an in vivo animal study, using the ECD as the source
model together with a numerical dog torso model to determine the site of induced ectopic
activity in the intact dog. The average distance between the localizations and the sites of
ectopic activity was found to be 19 ± 8 mm.
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Fig. 3: a) The anterior projection and b) the transaxial projection of the BE model of the
phantom together with the positions of the seven dipolar current sources. The mean lo-
calization errors calculated in certain ranges of c) SNR and d) goodness of ﬁt. Only the
localizations with the SNR or the goodness of ﬁt belonging to the selected ranges displayed on
the x–axis were included in the calculation. The average errors are plotted by black bars and
the standard deviations of the errors by gray bars. The number of localizations belonging to
each range is displayed on top of the bars. (From Publication I)
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3.4 Patient measurements
The ECD has been widely applied in clinical MCG and BSPM source localization studies. In
the following, results from some of these studies are brieﬂy reviewed. Gulrajani et al (1984)
used the ECD to localize the accessory pathway from 26–channel BSPM measurements in
28 WPW–patients. They found that the ECD solutions could not separate the accessory
pathway sites into eight AV locations, however, right–sided, posterior and left–sided pre–
excitation could be separated. Savard et al (1985) calculated ECD localizations from 63
BSPM leads in 14 patients with implanted pacemakers. The localized sites were found to be
within 25 ± 12 mm from the pacing leads.
In MCG studies, Nenonen et al (1991a) used the ECD to localize the pre–excitation sites
in 10 WPW–patients. The MCG measurements were performed with a single–channel de-
vice. They found an average accuracy of 22 ± 10 mm by scaling a standard homogeneous
BE torso model to approximate the true shape of the subjects. Ma¨kija¨rvi et al (1992) ap-
plied the ECD, as well as the quadrupole and the magnetic dipole, in localizing ventricular
pre–excitation sites in 15 WPW–patients. By modeling the volume conductor with an inﬁ-
nite half–space they obtained an accuracy of 73 mm for the ECD, indicating the need for a
more realistic representation of the torso. Weismu¨ller et al (1992) localized accessory path-
ways from 37–channel MCG recordings in seven WPW–patients. In their study, the results
showed an average accuracy of 21 mm with respect to invasive catheter mapping. Nenonen
et al (1993) localized accessory pathways in 12 WPW–patients using a standard homoge-
neous torso model. The average 3D diﬀerence between the MCG and the invasive results
was 21 ± 9 mm. Bruder et al (1994a) localized accessory pathways in two WPW–patients,
ectopic activation from two ventricular extrasystoles and two (a shallow and a deep) catheter
positions. An average accuracy of 24 mm was obtained by individual scaling of a standard
homogeneous torso model. Oeﬀ and Burghoﬀ (1994) investigated 18 WPW–patients prior to
catheter ablation and ﬁve coronary artery disease (CAD) patients with a suﬃcient number
of monomorphic ventricular extrasystoles to enable evaluation. The MCG results were com-
pared to the site of successful catheter ablation, and an average diﬀerence of 21 ± 17 mm
was found. In the CAD patient group, the origin of the ventricular premature beats was
localized in four patients at the border of infarcted areas. Moshage et al (1996) found an
ECD localization accuracy of 18 ± 5 mm in 19 patients with ventricular arrhythmias with
respect to electrophysiological (EP) mapping. In six patients with a non–magnetic pacing
catheter, the stimulus spike was localized within 12 mm from the position determined from
MR images.
In Publication II, the MCG localization accuracy was investigated in ﬁve patients using
a non–magnetic stimulation catheter (Fenici et al 1996). After standard EP studies, the
catheter was placed in four cases in the right ventricle (RV) and in one case in the coro-
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Fig. 4: a) A triangulated epicardial surface of a patient in Publication II, showing the ECD
localizations of the tip of the catheter and the cardiac evoked ﬁeld (1) 3–15 ms and (2) 15–
30 ms after the stimulus. b) A transaxial MR image of the heart of the same patient, showing
the localization of the tip of the catheter (gray circle) and the resulting evoked response 3–
10 ms later (white circles). (From Publication II)
nary sinus (CS). The position of the catheter was documented in biplane cine X–ray images.
Thereafter, MCG signals were recorded during cardiac pacing in the shielded room of the
BioMag Laboratory. The artiﬁcial current dipole in the tip of the catheter stimulates my-
ocardial cells located near to the tip. Therefore, the resulting cardiac activation originates
from the vicinity of the tip. The myocardial activation following a stimulus current pulse
is referred as the myocardial evoked response, which in turn produces a magnetic cardiac
evoked ﬁeld (CEF). Non–invasive localizations of the tip of the catheter and the myocar-
dial evoked responses were computed from the measured MCG data using patient–speciﬁc
homogeneous BE torso models. The mean distance between the tip of the catheter, deter-
mined from ﬂuoroscopy, and MCG localizations during the stimulus spikes was 11 ± 4 mm.
The mean distance between the localizations calculated during the stimulus spikes and in
the beginning of the CEFs was 4 ± 1 mm, as determined from signal–averaged data. The
propagation velocity of the ECDs between 5 ms and 10 ms after the stimuli was found to be
0.9 ± 0.2 m/s. An example of the localization results reported in Publication II is presented
in Fig. 4. The accurate 3D localizations of the tip of the catheter suggest that the MCG
method could be developed towards a useful clinical tool during EP studies.
Only a few studies have been presented with localizations from simultaneous MCG and
BSPM measurements. Bruder et al (1994b) have investigated the accuracy of dipole local-
izations from simultaneously recorded 37–channel MCG and 40–channel BSPM data of two
patients with the WPW syndrome. In their study, the validation was provided by the sites of
20 3 CURRENT DIPOLE LOCALIZATION
successful catheter ablation. The MCG and BSPM accuracies were found to be 20–30 mm.
In Publication III, the accuracy of ECD localizations was comprehensively studied for the
ﬁrst time by using the non–magnetic catheter as a reference current source. The validation
for the localizations was obtained by documenting the position of the tip of the catheter on
biplane ﬂuoroscopic images. Multichannel MCG and BSPM measurements in 10 patients
were then carried out by pacing the heart in the shielded room of the BioMag Laboratory.
The myocardial evoked response reﬂected as the CEF in the magnetic data and as the car-
diac evoked potential (CEP) in the body surface potential recordings. An example of the
data used in Publication III is presented in Fig. 5. The ECD localizations were calculated
using individual homogeneous and inhomogeneous BE torso models. Using MCG data, an
average 3D localization accuracy of 7–9 mm was obtained which can be considered suﬃcient
for guiding ablative procedures in a catheterization laboratory. The average BSPM localiza-
tion accuracy obtained in this study was considerably lower, only 25–31 mm. Typically, the
BSPM localization results overestimated the depth of the source.
3.5 Eﬀect of torso modeling
Several studies applying the ECD have been reported concerning the eﬀect of inhomogeneities
in the BE model. Solving the forward problem shows the changes in the morphological pat-
terns of the MCG and BSPM data, due to changing the properties of the volume conductor
model. Hora´cˇek et al (1987) assessed how the geometry and the composition of the torso
aﬀect the extracorporal magnetic ﬁeld, produced by a current dipole in the center of the
ventricular mass. They found that the intraventricular blood masses caused a noticeable
rotation of the maps’ extrema. Both lungs and blood masses tended to swing the distri-
bution towards a ﬁeld pattern that would have been caused by a dipole oriented along the
anatomical axis of the heart. Purcell et al (1988) found that the outer boundary of the torso
and the intracavitary blood masses had the largest eﬀect on the electric and magnetic ﬁeld
produced by a single current dipole placed at various locations in the heart. Bruder et al
(1994b) found as well that the outer boundary of the torso had the major inﬂuence on both
BSPM and MCG maps, and that the inﬂuence of the lungs was smaller than that of the
blood masses.
In the inverse problem studies, Forsman et al (1992) found that the magnetocardiographic
ECD localizations of deep current sources can be distorted even by several centimeters
by discarding the inhomogeneities (lungs, blood masses) from the torso model. Tan et
al (1992) investigated the eﬀect of scaling the torso model and found that by using scaling
factors of 0.9–1.1, the eﬀect on the localization accuracy was typically less than 10 mm
for dipoles tangential to the anterior surface of the torso. For a perpendicular dipole, the
results were aﬀected even by several centimeters. Bruder et al (1994b) also investigated
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Fig. 5: a) An MCG signal of a 2–ms pacing stimulus followed by a cardiac evoked ﬁeld
(CEF). b) A simultaneously recorded BSPM signal of the stimulus spike followed by a cardiac
evoked potential (CEP). c) The distribution of the magnetic ﬁeld perpendicular to the dewar
bottom, and d) the electric potential on the surface of the torso during the stimulus peak.
The isocontour lines in the beginning of e) CEF and f) CEP. (From Publication III)
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Fig. 6: Elastic deformation of a reference torso model using a deformation grid. In this
case, both shoulders were raised by 3 cm from their original positions, thus simulating the
positioning diﬀerences during the MRI and the MCG measurements. (From Publication IV)
the eﬀect of the torso model on the MCG and BSPM dipole localization accuracies. They
included an anisotropic skeletal muscle layer in the torso model in an approximative manner
and found that the potential on the body surface was smoothed by the anisotropic layer.
This lead to overestimation of the source depth which was more pronounced in the electric
than in the magnetic case. Hren et al (1996) used an inhomogeneous BE model in the
forward computations and discovered that removing the inhomogeneities from the torso
model aﬀected the BSPM localizations slightly less than the MCG localizations. Hren et
al (1998) localized pre–excitation sites along the AV ring from simulated MCG and BSPM
data, and found that using a homogeneous BE model in the inverse calculations caused
average localization errors of 10–15 mm both from the MCG and BSPM data.
In Publication IV, the changes in magnetocardiographic ECD localization results were
evaluated when the geometry and the topology of BE torso models were altered. Individual
thorax models of three patients were built using the segmentation and triangulation methods
developed earlier (Lo¨tjo¨nen et al 1998, Lo¨tjo¨nen et al 1999a). These torso models were serving
as reference models which included the surfaces of the torso, the heart, the lungs and the
cavities. Thereafter, the reference models were modiﬁed to represent diﬀerent aspects of
the BE model generation process. The resulting changes in the localizations were deﬁned
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by computing the distances from the ECD localizations obtained with the reference models
to the ECD localizations produced by the variated models. Both simulated and measured
multichannel MCG data were used in the calculations. The results showed that the eﬀect
of inhomogeneities (lungs, intraventricular blood) was signiﬁcant for deep source locations.
However, superﬁcial sources could be localized within a few millimeters even with non–
individual, so–called standard torso models. In general, the thorax model should extend
long enough in the pelvic region, and the positions of the lungs and the ventricles should
be known in order to obtain accurate localizations. An example of an elastic modiﬁcation
of a reference model used in Publication IV is presented in Fig. 6. The modiﬁcation was
performed with a deformation grid which allowed, e.g., a realistic simulation of the diﬀerences
in the positions of the shoulders during the MR imaging with respect to the MCG recordings.
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4 Equivalent current density
Magnetocardiographic inverse studies with point–like source models, such as the ECD, are
generally applicable only for sources conﬁned in a small volume of tissue, e.g., at the onset
of the ventricular depolarization. After the onset, the electrical activation spreads in the
myocardium as a wavefront, and the use of point–like source models can no longer be physi-
ologically justiﬁed. Therefore, distributed source models provide a more general description
of the current sources in the heart. In the following, the calculation of a distributed current
density, especially applied in biomagnetic inverse studies, will be presented. This source
model consists of dipolar elements with ﬁxed locations. Other distributed source models
used in solving the cardiac inverse problem are the previously mentioned epicardial and
transmembrane potential distributions.
In the literature, the calculation of the equivalent current density was ﬁrst formulated by
Ha¨ma¨la¨inen and Ilmoniemi (1984). The calculation of the dipole amplitudes and directions
was based on minimum norm estimation, and the solution was called the minimum norm
estimate (MNE). Consequently, various methods for altering the nature of the solution have
been presented in the literature. In this thesis, the solutions of the cardiomagnetic inverse
problem, approximating the primary current distribution with dipolar elements, are called
minimum norm estimates, or more generally, current density estimates (CDEs).
Solving the inverse problem with a distributed source model, such as the CDE, leads to
an ill–posed problem. The ill–posedness is a mathematical reﬂection of physical phenom-
ena that include the attenuation and smoothing eﬀects of the volume conductor, and the
measurement noise. Rapid spatial variations in the current distribution inside the heart are
blurred and smoothed in the measured magnetic or electric data. Therefore, a small amount
of perturbation (noise, errors in the volume conductor model, discretization eﬀects etc.) in
the MCG or ECG data tends to be magniﬁed in the inverse solution. The calculation can
be stabilized by using regularization. The regularization produces solutions which may “ﬁt”
worse to the data than the original, unregularized solution but usually are more realistic and
stable. Diﬀerent regularization schemes applicable in the cardiac inverse problem have been
investigated especially with the epicardial potential distribution (e.g., Messinger–Rapport
and Rudy 1988, Oster and Rudy 1992, Oster and Rudy 1997, Ahmad et al 1998, Brooks et
al 1999), and many of the methods can also be used in calculating CDEs.
4.1 Lead ﬁelds
The measured magnetic ﬁeld values and the primary current distribution can be linked
together via the lead ﬁelds Li (Baule and McFee 1970)
Bi(ri) =
∫
V ′
Li(r
′) · Jp(r ′) dv′ , (20)
25
where ri is the location and Bi the magnetic signal detected by the i
th sensor. In the
discretization of the problem, the source volume V ′ is replaced by a ﬁnite set of source
points r ′k. Thereafter, the sensor lead ﬁelds are calculated by placing unit dipoles in x–, y–
and z–directions to each source point r ′k. In the calculation of the lead ﬁelds, the properties
of the volume conductor are taken into account. Discretization of Eq. 20 produces a matrix
equation
B = LJ , (21)
where vector Bm×1 contains the magnetic ﬁeld values, matrix Lm×3n = (L1, · · · ,Lm) is
composed of the lead ﬁelds, and vector J3n×1 = (J1x, J1y, J1z, J2x, · · · , Jnz)T contains the
unknown source strengths. The number of observations (sensors) is m while n is the number
of source points. The conventional minimum norm solution of an under–deterministic matrix
equation, such as Eq. 21, can be expressed as
J = L†B = LT (LLT )−1B , (22)
where L† is the pseudo–inverse of L. Eq. 22 relates directly to solution J∗ presented by
Ha¨ma¨la¨inen and Ilmoniemi (1984, 1994), which is deﬁned as a linear combination of the lead
ﬁelds
J∗ =
m∑
i=1
ωiLi = ω
TL . (23)
The coeﬃcients ωi in Eq. 23 are solved from the magnetic ﬁeld values using the inner product
matrix Γ (Γij = 〈Li,Lj〉):
ω = Γ−1B = (LLT )−1B . (24)
Therefore, the transpose of J∗ equals to the solution in Eq. 22.
In practice, the unknown source strengths J cannot be directly solved from Eq. 22 because
the lead ﬁelds of adjacent sensors are nearly linearly dependent on each other. Therefore,
the inner product matrix (LLT ) has a low numerical rank, and the classical solution will be
contaminated by noise. The calculation can be stabilized by using regularization.
4.2 Regularization
In the literature, the truncation of the singular value decomposition (tSVD) (Ha¨ma¨la¨inen and
Ilmoniemi 1994, Nenonen et al 1994), Tikhonov regularization (e.g., Ferguson and Stroink
1995a) and Wiener regularization (Numminen et al 1995) have been used in stabilizing the
calculation of the current density estimates. In addition, diﬀerent iterative, temporal and
statistical regularization methods, mostly related to the calculation of the epicardial potential
distribution, have been presented. In the following, these methods are brieﬂy reviewed.
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4.2.1 Truncated SVD
In tSVD regularization, a singular value decomposition is ﬁrst performed for the inner prod-
uct matrix Γ so that Γ = UDUT , where U is orthonormal and D is a diagonal matrix,
containing the singular values di. The matrix inverse can be obtained from Γ
−1 = UD−1UT ,
where D−1 = diag(d−11 , · · · , d−1m ). The truncation of the singular values is performed by
replacing D−1 with diag(d−11 , · · · , d−1k , 0, · · · , 0). Replacing the last m− k diagonal elements
by zeroes stabilizes the inversion because the smallest singular values are mainly associated
with noise and cause large numerical errors in the matrix inversion. The truncation index k
should be selected so that the noise of the data minimally aﬀects the solution.
4.2.2 Tikhonov regularization
In Tikhonov regularization (Tikhonov and Arsenin 1977), a compromise is sought between
a solution that matches the data but may be unrealistic and unstable, on one hand, and the
fulﬁllment of a side constraint based on a priori knowledge (or assumption) about a realistic
and stable solution, on the other. The general form of the function to be minimized can be
expressed as
‖LJ−B‖2 + λ‖R(J− J+)‖2 −→ min , (25)
where ‖ · ‖ is the Euclidean norm, R is the regularization operator, λ is a parameter which
controls the weight given to the minimization of the side constraint, and J+ is an a priori
estimate for the solution J. The use of a side constraint changes the classical solution towards
the applied side constraint. If a reasonable J+ is not available, it is usually discarded from
the calculations. Thereafter, the solution to the minimization problem in Eq. 25 can be
written as
J = LregB = (L
TL+ λRTR)−1LTB , (26)
or alternatively
J = (RTR)−1LT (L(RTR)−1LT + λI)−1B , (27)
provided that the regularization operator R has a full rank 3n. Both solutions involve the
inversion of a 3n × 3n matrix, therefore increasing the computational demands with an
increasing number of source points.
Regularization operator The regularization operator R can be implemented in several
ways. The use of the identity matrix I tends to minimize the norm of the solution, or more
generally, the norm of the diﬀerence between the solution and the a priori. In that case,
Eq. 27 reduces to J = LT (LLT + λI)−1B, which involves the inversion of an m×m matrix
only, and is therefore quickly computed.
Discrete approximations of derivative operators (diﬀerence, Laplacian) used as the reg-
ularization operator tend to reduce either steepness or steep changes in the solution. The
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discrete surface Laplacian operator ∆ can be constructed, e.g., by using one of the approxi-
mations presented by Huiskamp (1991). In the simplest approximation, the Laplacian of a
general function f is formulated for a regular plane grid:
∆f0 ≈ C
N∑
i=1
(fi − f0) , (28)
where f0 is the value of the function in the central point, fi are the values in theN neighboring
grid points, and C is a constant depending on N and on the distance between the central
and the neighboring points. In a regular grid, the neighboring points are spaced at equal
angles with a constant distance from the central point. Therefore, Eq. 28 is valid, e.g., for a
grid consisting of equilateral triangles. In a more general case, such as on the triangulated
surface of the heart, the distances and the spacing angles of the neighboring grid points
need to be taken into account in the Laplacian. However, the crude approximation given by
Eq. 28 has been found to be suﬃcient with respect to a more accurate formulation in the
regularization of uniform double layer solutions on the ventricular surface (Huiskamp 1991).
In Publication VI, realistic surfaces of the torso and the left ventricle (LV) were used
to test the zero– and second–order regularization of CDEs calculated from simulated, dis-
tributed current sources located on the surface of the LV. The simulated MCG data also
contained a realistic amount of measurement noise. For deeper source locations, the zero–
order regularization was found to shift the estimates towards the anterior surface of the LV.
With second–order regularization, the estimates were correctly centered with respect to the
known source region. An example of the comparison between the regularization operators,
carried out for a deep source location, is presented in Fig. 7.
Selecting a value for λ In the literature, numerous methods have been presented for
selecting a proper value for the regularization parameter λ. These methods include, e.g., the
discrepancy technique (Morozov 1984), the generalized cross–validation (Golub et al 1979),
and the L–curve method (Hansen 1992). More recently, a technique based on zero–crossing
of the function in Eq. 25 has been presented (Johnston and Gulrajani 1997). The L–curve
method, also applied in this thesis, has been most widely used in the regularization of the
biomagnetic inverse problem.
A numerical algorithm to compute an optimal value of λ by using the L–curve method
has been presented by Hansen and O’Leary (1993). With the L–curve, a balance between the
minimization of the residual and the side constraint in Eq. 25 can be found as the value of λ
is varied. The name of the method relates to the shape of a continuous curve C0 : {‖LJ −
B‖, ‖RJ‖}. In the over–determined case of solving the epicardial potential distribution from
body surface potentials, the L–curve method has been formulated by Clements et al (1994).
By using the generalized singular value decomposition of the matrices L = UCX−1 and R =
V SX−1, the regularizing matrix Lreg in Eq. 26 can be written as X(CTC + λSTS)−1CTUT
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Fig. 7: CDEs calculated for a distributed current source, located on the posterior surface of the
LV, using zero–order (upper row) and second–order (bottom row) Tikhonov regularization.
The actual positions of the dipoles used in generating the data are marked with black circles.
The amplitude of CDEs is coded with grayscale values; darkest gray indicates largest current
density (A = apex, B = base). (From Publication VI)
(Clements et al 1994). In the decomposition, U and V are orthonormal, and X is non–
singular. If L is assumed to have full rank m and R is assumed to have full rank 3n, the
matrices C and S for the under–deterministic case in Eq. 21 are of the form
C = (Om×(3n−m) Cm ) , S =
(
I3n−m O(3n−m)×m
Om×(3n−m) Sm
)
,
where Cm = diag(α1, · · · , αm) and Sm = diag(β1, · · · , βm). The generalized singular values
of matrices L and R are deﬁned as µi =
αi
βi
. Therefore, the regularized solution J in Eq. 26
can be expressed as
J =
m∑
i=1
1
βi
µi
µ2i + λ
〈ui,B〉x3n−m+i , (29)
where ui refers to the i
th column of U and x3n−m+i to the (3n−m + i)th column of X. By
using the expression in Eq. 29, the squared norm of the residual can be written as
‖LJ−B‖2 =
m∑
i=1
[
λ
µ2i + λ
〈ui,B〉
]2
, (30)
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Fig. 8: A schematic presentation of the shape of the L–curve.
and the squared norm of the side constraint is
‖RJ‖2 =
m∑
i=1
[
µi
µ2i + λ
〈ui,B〉
]2
. (31)
Eqs. 30 and 31 again coincide with the results presented by Clements et al (1994). It can
be seen that as the value of λ is increased, the norm of the residual is increasing while the
norm of the side constraint is decreasing. The opposite is true for decreasing λ values.
The L–curve is usually plotted on a log–log scale. By deﬁning the functions x(λ) and
y(λ) as
x(λ) =
1
2
ln

 m∑
i=1
[
λ
µ2i + λ
〈ui,B〉
]2 , (32)
y(λ) =
1
2
ln

 m∑
i=1
[
µi
µ2i + λ
〈ui,B〉
]2 , (33)
the value of the residual can be plotted as a function of the side constraint with varying λ.
A schematic illustration of the shape of the curve is presented in Fig. 8. The goal is to ﬁnd
a value for λ which balances the minimization between the residual and the side constraint
at the “corner” point of the L–curve. The corner is deﬁned to have a maximal curvature. A
mathematical expression for the curvature can be obtained from
κ(λ) =
x′(λ)y′′(λ)− y′(λ)x′′(λ)
((x′(λ))2 + (y′(λ))2)3/2
. (34)
The ﬁrst and second order derivatives of functions x(λ) and y(λ) with respect to λ have been
formulated in Publication V in the case R = I. However, the formulations also hold for a
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more general choice of R if the singular values in the formulas of Publication V are replaced
with the generalized singular values µi.
For the existence of the corner point of the L–curve, Hansen (1992) has presented con-
ditions which include, e.g., that the noise in the measured data is randomly distributed and
has a zero mean, and that the amplitude of the noise is smaller than the amplitude of the
signal. Especially the former condition might not be satisﬁed because correlated noise can
be present in the measured data. Also the reduction of the signal amplitude tends to dis-
tort the shape of the L–curve. Therefore with measured data, the curvature function given
in Eq. 34 sometimes results in multiple maxima, and the corner point cannot be uniquely
deﬁned. However, a reasonable value for λ can be obtained by inspecting the quality of the
calculated CDEs.
4.3 Weighted solutions
A scheme for weighting, or pre–conditioning of the lead ﬁeld matrix has been proposed by
Ferguson et al (1995b) by adding a diagonal matrix D into the original matrix formulation
of Eq. 21:
B = LDD−1J . (35)
Thus, the original equation does not change due to the addition of the weighting matrix D.
In D, possible a priori information about the solution can be used. If the product of matrices
L and D is denoted as L˜, the solution of the under–determined Eq. 35 can be written as
(Ferguson et al 1995b)
J = D[L˜T (L˜L˜T )−1B] . (36)
Although the original equation does not change due to the addition of the weighting matrix,
the solution of Eq. 36 changes. Ferguson et al (1995b) proposed the matrix D to be diagonal,
and the diagonal elements to equal to the square roots of the best–ﬁtting dipole strength
at each of the source locations. They found that with simulated data, the pre–conditioning
of the lead ﬁeld matrix improved the quality of the solutions with respect to the tSVD
and Tikhonov regularized solutions. The pre–conditioning tends to favor deeper solutions
as the weights for deeper sources will be larger than those of the shallow sources. Despite
the addition of the weighting matrix D, the matrix to be inverted in Eq. 36 is close to
singular. The truncation of the SVD or Tikhonov regularization can be used in balancing
the computation of the weighted solutions.
The weighting of the solution can also be applied iteratively. A method for iterative
weighting, termed as the FOCUSS algorithm, was suggested by Gorodnitsky et al (1995).
In this approach, the elements of the weighting matrix D are updated using the information
obtained during previous iterations. Gorodnitsky et al (1995) suggested to initialize D with
the identity matrix. In the following iterations, they proposed that the elements of D would
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be obtained from the components of the current distribution calculated during the previous
iterations:
Dk =


Jk−11,x 0
. . .
0 Jk−1n,z

 , (37)
where Jk−1i,j is the j
th component of a dipole located in the ith source point calculated during
the k−1th iteration. Alternatively, information about all the previous solutions can be added
to the weighting matrix:
Dk = Dk−1 ·


Jk−11,x 0
. . .
0 Jk−1n,z

 . (38)
The iterations are continued until the magnitudes of the changes in the solution are below
a pre–set limit.
The truncated SVD, the zero–order Tikhonov regularization, the weighting and the iter-
ative weighting approaches were tested in Publication V by using measured MCG data. The
weighting matrixD was initialized with the square roots of the optimal dipole strengths. The
measurements were carried out with a non–magnetic catheter in the heart, thus providing
an exact validation for the location of the current source. It was found that when the source
was located relatively close to the sensors, all regularization techniques were able to localize
the center point of the source region. However, for a deeper source location, weighting was
required to produce a correct estimate of the underlying current distribution.
Another iterative approach has been suggested by Tilg et al (1995) where the number
of the reconstruction points was reduced by removing the point with the smallest dipole
amplitude in the subsequent step of iteration. The iterations were terminated at a prescribed
number of source points. The method was found to localize both focal and distributed sources
from simulated MCG data. However, the number of the source points to be included in the
ﬁnal solution might be diﬃcult to determine with measured MCG data (Tilg et al 1995).
4.4 Temporal and statistical regularization
In addition to the one time point –approach described above, temporal information can be
used in the regularization process. This has been proposed, e.g., by Oster and Rudy (1992)
who found a marked improvement in the inversively reconstructed epicardial potential dis-
tribution when information from previous time instants were incorporated in the calculation.
Spatial characteristics of the measured data can also be taken into account. Oster and Rudy
(1997) suggested a regional regularization approach in reconstructing the epicardial poten-
tial distribution. In their method, the amount of regularization was adjusted according to
the spatial characteristics of body surface potential maps. The method was found to im-
prove the epicardial potential reconstruction with respect to global regularization where the
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amount of regularization was controlled with one parameter only. In addition, Brooks et al
(1999) used multiple constraints (both spatial and temporal) in Tikhonov–type regulariza-
tion and presented a so–called L–surface method for selecting values for the regularization
parameters.
Among the statistical regularization schemes proposed, the incorporation of the spatial
covariance in solving the epicardial potential distribution was ﬁrst suggested by Martin et al
(1975). Recently, the method has been studied by van Oosterom (1999). In this approach,
the solution is formulated as the maximum–a–posteriori estimate which incorporates the
spatial covariances of the epicardial potential distribution and the noise. Van Oosterom
(1999) found that the inverse solution was more robust with respect to perturbations (noise,
inhomogeneities) than the solutions obtained with zero– and second–order Tikhonov regu-
larization. Sekihara and Scholz (1996) used a generalized Wiener estimation technique and
found that the method could reconstruct 3D current distributions in case of simulated data.
4.5 Applications of CDE
4.5.1 Ischemia studies
One of the most interesting areas in clinical MCG today is the detection and characteri-
zation of myocardial ischemia and viability. A new and accurate non–invasive method for
recognition of ischemia would have important clinical applications, especially because novel
therapeutic interventions for revascularization (e.g., coronary angioplasty and transmyocar-
dial laser) are emerging. An acute ischemia changes the shape of the action potential of
myocardial cells. The mechanisms causing the changes have been investigated, e.g., by
Shaw and Rudy (1997a, 1997b). Typically, the value of the resting potential is increased in
ischemic cardiac cells, whereas during the plateau phase (see Fig. 1) the value of the mem-
brane potential is decreased with respect to the monophasic action potential of a healthy
cell. Such changes lead to an injury current which in the resting state ﬂows from the ischemic
area into the healthy myocardium, and in the opposite direction during the repolarization.
In MCG recordings, the ischemia reﬂects as changes (elevations or depressions) during the
ST–segment (e.g., Cohen et al 1971, 1983, and Savard et al 1983).
Infarcted and ischemic regions have been simulated, e.g., by Czapski et al (1998) who
compared the isocontour maps of anterior and inferior myocardial infarction (MI) to the ones
produced by a healthy heart. They found that the isocontours of the diﬀerence maps more or
less maintained their pattern throughout the depolarization. To investigate the applicability
of the CDE in localizing ischemia from MCG measurements, Killmann et al (1995) used a
computer model of the human heart to simulate the excitation and repolarization processes
in diﬀerent cases of myocardial ischemia. The CDE was applied at the S–point of the QRS–
complex in a plane positioned 7–10 cm below the simulated MCG measurement grid. The
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Fig. 9: CDEs for two RCA patients (upper row) and for two LAD patients (bottom row),
visualized with polar maps (Ant = anterior, Lat = lateral, Pos = posterior, and Sep = septal
region). The amplitudes of the CDEs for each patient are coded with grayscale values. (From
Publication VI)
direction of the dipolar elements in CDE and the position of the largest elements were found
to reﬂect the location of the ischemic area.
In Publication VI, CDE was applied on the epicardial surface of the LV in 13 CAD
patients. In the MCG measurements, exercise testing was used as described by Takala
(1999) to induce acute ischemia in the cardiac tissue. The individual torso and LV surfaces
were constructed from MR images. The current density estimates were calculated from
the ST–segment exercise–rest diﬀerence signals using second–order Tikhonov regularization.
The calculated CDEs were compared to the clinical reference information about the LV
function. In four patients with a single–vessel CAD, an increase in the CDE amplitude was
found to correlate with the expected ischemic myocardial regions, supplied by the stenotic
coronary artery. The CDEs of the single–vessel CAD patients are shown in Fig. 9 as polar
map presentations. In the polar maps, the apex of the heart is projected at the center. The
map can roughly be divided into four regions according to the coronary anatomy: anterior,
lateral, posterior, and septal regions. In the two patients with a stenosis in the right coronary
artery (RCA), an increase in the CDE amplitude is detected in the posterior region of the LV
which corresponds to the expected ischemic myocardial regions in patients with a stenosis in
the RCA. In the two patients with a stenosis in the left anterior descending (LAD) coronary
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(a) (b)
Fig. 10: a) The PET result of a three–vessel CAD patient showing a scar in the lateral region
(dark area). b) The CDE corresponding to the PET result in (a) together with the division of
the polar map into 24 segments. The darkest gray indicates highest CDE amplitude. (From
Publication VI)
artery, the CDEs are focused in the apex, in the anterior and in the septal regions of the
LV, thus matching to the myocardial regions supplied by the LAD.
Nine of the patients in Publication VI had three–vessel CAD with regional or global LV
dysfunction caused by severe chronic myocardial ischemia, previous MI or both. In this
patient group, positron emission tomography (PET) images were used to separate the areas
of viable myocardial tissue from the scar regions. Also in this patient group, the CDEs were
calculated from the ST–segment exercise–rest diﬀerence signals. The analysis of the CDEs
was based on the fact that no current should build up in MI scar regions. The calculated
CDEs were compared to the PET data by dividing the polar map of the LV into eight
sectors: two anterior, two lateral, two septal, and two posterior sectors. Each sector was
further divided into three short axis planes: apex, middle, and base. Thus, the comparison
was carried out in 24 segments which, by PET, were determined to be either viable tissue or
scar. The scale of the CDEs was divided to indicate low and high CDE amplitude. Therefore,
a match was obtained if a low CDE amplitude was detected in a scar segment, or a high
CDE amplitude in a viable segment.
An example of the comparison between PET and CDE carried out in Publication VI
is presented in Fig. 10. The PET result indicates a lateral scar area which is shown as a
dark region. The anteroseptal, septal and posteroseptal regions indicate viable myocardium.
The corresponding CDE shows an increased amplitude in the anteroseptal, septal and pos-
teroseptal regions, thus matching well with the PET data. A decreased CDE amplitude is
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observed in the lateral region which was found to be a scar area.
The overall results of the comparison between PET data and calculated CDEs for all
nine three–vessel CAD patients showed an average match of 77 % between the segments
of high and low amplitude in CDEs, and the viable and scar areas in PET, respectively.
Therefore, the classiﬁcation (scar or viable tissue) obtained from the calculated CDEs was
correct in approximately 18/24 segments. In Publication VI, the CDE was thus found to be
a potential method for localizing both myocardial ischemia in single–vessel CAD patients,
as well as more complex forms of ischemia in three–vessel CAD patients.
In addition to MCG studies, ischemic regions have also been localized from multichannel
BSPM measurements by solving the epicardial potential distribution (MacLeod et al 1995).
In this study, seven patients underwent percutaneous transluminal coronary angioplasty
(PTCA) where the balloon inﬂations produced acute transient ischemia. The estimated
ischemic regions, determined from the calculated epicardial potential distributions, were
compared to a qualitative estimate of the perfusion region based on ﬂuoroscopic examination
of each patient’s coronary anatomy and PTCA balloon location. It was found that the
ischemic regions, predicted by the epicardial potential distributions, included the perfusion
zone determined ﬂuoroscopically.
4.5.2 Other clinical studies
The CDE was applied by Leder et al (1998) in two MI patients and in two healthy sub-
jects. Current density estimates were calculated on the surface of the left ventricle during
ventricular depolarization to detect a decreased current amplitude in the MI patients. Low
regional and global current densities were found in the MI patients. Regions of low current
density were found to correspond to infarcted segments. The CDEs of the healthy subjects
displayed less marked areas of low current density.
The origin site of a malignant ventricular tachycardia (VT) has also been localized with
current density estimation (Mu¨ller et al 1999). The CDE was calculated on the surface
of the left ventricle. The origin site of the VT, determined from the X–ray images of the
ablation catheter position during EP studies, was used as the gold standard. The area with
the highest current density in the CDE was then compared to the gold standard. It was
found that the CDE localized the origin of the VT within 10 mm.
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5 Uniform double layer
The activation sequence on the ventricular surface, including both epi– and endocardium,
can be estimated from BSPM and/or MCG data with the uniform double layer (UDL) source
model. This spatio–temporal model consists of elementary double layer current sources of
equal strength. The direction of the double layer sources is perpendicular to the surface,
and they are oriented inwards in the cardiac muscle. The parameters of the model are the
activation times of each double layer element during the ventricular depolarization phase.
The justiﬁcation of the model can be derived from the bidomain model in the sense that
if equal anisotropy ratios in the intra– and extracellular domains are assumed, the volume
distribution of cardiac sources can be replaced by an appropriate double layer on the surface
of the heart. Calculation methods required in ﬁnding an UDL based inverse solution have
been developed, e.g., at the University of Nijmegen in the Netherlands (Huiskamp and van
Oosterom 1988). Previously, UDL based inverse solutions have been calculated mainly from
BSPM recordings. Solving the cardiac inverse problem with the UDL model has been found
to be less ill–posed than using the epicardial potential distribution as the source model, and
very promising results have been obtained (e.g., Tilg et al 1997). However, until recently,
the quality of UDL based inverse solutions has been evaluated with invasive data only in a
small number of situations. In this thesis, invasively recorded epicardial potential data were
used as a reference in estimating the quality of epicardial activation times calculated from
both BSPM and MCG recordings.
5.1 Formulation of the UDL model
In the UDL model, the magnetic ﬁeld or the electric potential is considered to be generated
by double layer (dipolar) current source elements located on the ventricular surface S ′. The
mapping between the current source elements and the ﬁeld values is described by a (magnetic
or electric) transfer function A(r, r ′) and by the ventricular activation times τ(r ′). Once the
activation wavefront has reached the point r ′ (at time τ(r ′)), the point remains activated
throughout the whole depolarization sequence. The basic equation for the UDL model is
F (r, t) =
∫
S′
A(r, r ′)H(t− τ(r ′)) dS ′ (39)
where F (r, t) denotes either to the measured component of the magnetic ﬁeld or to the
electric potential in point r at time t. H(t− τ(r ′)) is the Heaviside step function accounting
for the fact that the elementary source at r ′, once switched on at time τ(r ′), remains on until
the whole ventricular surface S ′ has been activated (Huiskamp and van Oosterom 1988).
The inverse problem now consists of ﬁnding the unknown activation times τ(r ′) in the
activation time interval [0, T ] when the magnetic ﬁeld or potential values F (r, t) on the
measuring surface S are known. The activation times can be obtained by solving the following
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minimization problem:
∫ T
0
∫
S
(∫
S′
A(r, r ′)H(t− τ(r ′)) dS ′ − F (r, t)
)2
dS dt −→ min . (40)
In the discretization of Eqs. 39 and 40, the ﬁnite extent of the elementary sources on the
ventricular surface needs to be taken into account. This can be achieved by smoothing the
Heaviside step function H(t− τ(r ′)) in a suitable way (Huiskamp and van Oosterom 1988).
Solving the activation times is also an ill–posed problem in the sense that small changes
in F (r, t) may cause large variations in τ(r ′). Therefore, regularization methods are again
needed to stabilize the calculation. Within the UDL model, Tikhonov regularization with the
surface Laplacian (Huiskamp 1991) as the regularization operator R is usually used, because
it can be assumed that there are no sudden changes in the activation times of adjacent points
on the ventricular surface. The discretized and regularized minimization problem related to
Eq. 40 then states:
‖AΥwτ − F‖2 + λ‖Rτ‖2 −→ min , (41)
where Υwτ contains the smoothed activation times τ . The smoothing of the Heaviside step
function is controlled with the parameter w (Huiskamp and van Oosterom 1988) while the
amount of regularization is again controlled with the parameter λ.
The minimization of Eq. 41 is carried out with a quasi–Newton optimization algorithm,
which iteratively ﬁnds better solutions τ that minimize Eq. 41. In the algorithm, an initial
estimate for the activation times is needed. The quality of the initial estimate should be as
high as possible in order to prevent the minimization algorithm from converging into local
minima. There are at least two ways of calculating the initial estimate. In the ﬁrst approach,
an integration over the QRS–complex is performed for Eq. 39:
∫ T
0
F (r, t) dt =
∫ T
0
[∫
S′
A(r, r ′)H(t− τ(r ′)) dS ′
]
dt , (42)
where the left–hand side can be reduced into the summation of the magnetic ﬁeld or the
potential values at the observation point r, and the right–hand side eﬀectively contains the
values of the transfer matrix A multiplied by the activation times τ . With the deﬁnition
f(r) ≡ ∫ T0 F (r, t) dt, a discretized version of Eq. 42 can be expressed as
f = Aτ . (43)
The initial estimate for τ is then obtained by multiplying the integrated (summed) ﬁeld
values f with the (regularized) pseudoinverse of A. In the regularization, truncated SVD
was applied by Huiskamp and van Oosterom (1988).
In a more recent approach for calculating the initial estimate for τ , Huiskamp and Green-
site (1997) used the so–called critical point theorem. In the method, the SVD of the signal
matrix F is ﬁrst calculated: F = UDV T where U and V are orthonormal matrices. The
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matrix D is composed of a diagonal matrix, containing the singular values of F , and a zero
matrix. In the case of measured data, from a certain rank reﬀ onward the singular values
will be dominated by noise. This rank is considered to be the eﬀective rank of F , which
separates the signals generated by the current sources in the heart and the measurement
noise. If the rank reﬀ is known, the ﬁrst reﬀ rows of U can be considered to span the spatial
signal space. The remaining rows of U are assumed to span the noise space. The rows of V
are said to span the temporal signal and noise spaces.
The construction of the spatial signal space is required in the formulation of the critical
point theorem. The critical points r ′cr of the surface activation function τ are its extremal
points where |∇τ(r ′cr)| = 0. The critical point theorem, formulated by Greensite (1995),
states that r ′cr is a critical point of τ if, and only if, the transfer vector A(·, r ′cr) associated
with this point is contained in the spatial signal space. This theorem can be utilized by
gradually constructing the spatial signal space and by calculating the distances between the
transfer vectors A(·, r ′) and the signal space. Huiskamp and Greensite (1997) deﬁned the
following distance function
M t0(r
′) =
∣∣∣∣∣1−
reﬀ∑
i=1
〈a(·, r ′),ui〉2
∣∣∣∣∣
−1
, (44)
where a(·, r ′) = A(·, r ′)/‖A(·, r ′)‖ is the normalized transfer function, 〈·, ·〉 denotes the
inner product in the signal space, and ui is the i
th spatial eigenvector resulting from the
SVD of the signal matrix F constrained to the time interval [0, t]. The function M t0(r
′) will
tend to inﬁnity for a critical point r ′cr when t reaches the critical time tcr = τ(r
′
cr). Because
the separation between the signal and noise spaces is more inaccurate for small values of t
than for larger values, Huiskamp and Greensite (1997) introduced two distance functions:
M+(r ′, t) ≡ M t0(r ′) and M−(r ′, t) ≡ MTt (r ′) , 0 ≤ t ≤ T . The properties of M−(r ′, t) will
be opposite to M+(r ′, t) in the sense that for a critical point, the value of M−(r ′, t) will be
initially high and experience a sudden drop to a small value at the critical time tcr. Also
M−(r ′, t) will be more accurate for critical points occurring at early stages of activation.
Finally, the functions M+(r ′, t) are M−(r ′, t) can be combined into a third function:
Z(r ′, t) ≡ M+(r ′, t)−M−(r ′, t) which for a critical point will show a zero crossing accom-
panied by a large positive jump at it’s critical time. Huiskamp and Greensite (1997) also
found that even for a non–critical point, a zero–crossing in Z(r ′, t) is observed, although
the amplitude of the positive jump is much smaller. As the function Z(r ′, t) was found to
behave like an activation wavefront, an isochrone representation of the zero–crossing times
can be made. The reconstructions of zero–crossing times, with correct locations of extremal
points, have been used in this thesis as initial estimates for the quasi–Newton algorithm.
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5.2 Clinical studies
The UDL model is suitable for describing the ventricular activation which propagates as an
activation wavefront in a structurally healthy heart. Huiskamp and van Oosterom (1988)
calculated the activation sequences with individual BE torso models for three healthy sub-
jects and compared the results with an experimentally documented ventricular activation
sequence (Durrer et al 1970). The reference sequence shows initial activation in the left
ventricular endocardium, secondary activation in the right ventricular endocardium, early
epicardial breakthrough in the anterior part of the right ventricle, and secondary break-
through in the anterior part of the left ventricle. The latest activation takes place in the
posterobasal area of the right ventricle. The activation time maps calculated by Huiskamp
and van Oosterom (1988) showed reasonable agreement with the known activation sequence.
Oostendorp et al (1996) used multichannel MCG and BSPM data recorded in the same
patient and calculated the activation times from both datasets. In general, the solutions
showed similar features with the root–mean–square (RMS) diﬀerence of 6.1 ms. In addition
to measured data, Tilg et al (1997) also generated simulated MCG and BSPM data for one
subject. The relative diﬀerences in the activation time maps were 10 % and 15 % for the
simulated and measured MCG and BSPM data, respectively.
Until recently, only few validation studies with the UDL model using invasively recorded
data have been reported. Huiskamp et al (1992) found that the UDL model correctly lo-
calized the site of earliest activation from paced BSPM data, obtained from catheterized
patients. Oostendorp et al (1997) used measured epicardial activation times from a dog
heart suspended in a torso shaped tank. In this experiment, the correspondence between the
measured and the computed activation times was good, showing an RMS diﬀerence of only
4 ms at the epicardial electrodes. In a recent validation study, Tilg et al (1999) used inva-
sive human data recorded with an electroanatomical catheter mapping system (CARTOTM,
Biosense, Ltd.). The invasive mapping system enables potential measurements together with
information about the recording site. The invasively measured endocardial AT map of the
right ventricle was compared to the calculated endocardial activation times, obtained from
62–channel BSPM data. The results were in good qualitative agreement, and the correlation
coeﬃcient for the measured and calculated activation times was found to be 0.84.
In Publications VII and VIII, the UDL model has been used in calculating activation
times in four patients from 67–channel MCG and 123–channel BSPM recordings. In the
validation of the results, invasively measured epicardial electrograms were used to construct
the reference epicardial activation times. The invasive data were recorded during arrhythmia
surgery from the epicardial surfaces of the patients with a 102–channel socket electrode
system (CardioLabR Prucka Engineering, Inc., Houston, TX, USA). Based on MR images,
an individual BE torso model was constructed for each patient, including the torso boundary,
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the lungs, and the cavities within the heart. The ventricular surface, including both epi–
and endocardium, was also reconstructed from the MR images. An algorithm was developed
which allowed the mapping of the invasive data on the epicardial surface of the heart. The
algorithm simulated the positioning of the electrode sock around the heart on basis of a sketch
made during surgery. In Publication VII, the activation times computed from the BSPM
recordings were compared to the invasive data. Publication VIII presents a comparison
between the activation times produced from MCG and BSPM data, and the invasive data.
The overall patterns of activation in the reference data were reproduced relatively well in
the activation time maps computed from MCG and BSPM data. However, precise locations
for the early and late activation spots could not be found from the calculated activation
time maps. All patients included in Publications VII and VIII had previously suﬀered
from myocardial infarctions. The UDL model is based on the assumption of a uniform
source strength surrounding the whole ventricular muscle. This assumption is not valid for
infarcted regions, which, no doubt, cause some of the diﬀerences found between the measured
and computed activation times. In addition, the uncertainty of approximately 1–2 cm in the
epicardial electrode locations likely aﬀects the comparison between the measured and the
calculated activation times.
In Fig. 11, an example of the measured and the calculated activation times on the epi-
cardial surface of the heart is presented. The isocontours of the activation times are shown
with a step of 5 ms. The measured activation times have been interpolated between the
epicardial electrode locations. The activation time map generated from the measured data
shows an early spot on the anterior surface of the RV. Another site of early activation is
found in the latero–basal region of the LV. Late activation is detected in the apical region.
In the activation time map calculated from BSPM data, early activation is detected on the
anterior surface of the RV, and also in the apical region. Late activation is found between
the two sites of early activation, and in the basal regions of the LV. In the activation times
computed from MCG data, early activation is located on the anterior surface of the RV, as
well as in the lateral and postero–basal regions of the LV. Late activation is detected in the
apical region. Therefore, in the MCG based UDL solution, the overall pattern of activation is
reproduced relatively well while in the BSPM solution, the activation pattern on the anterior
surface of the RV is somewhat shifted with respect to the measured data.
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Fig. 11: An example of the comparison between a) the measured, b) the calculated BSPM
and c) the calculated MCG activation times, presented on an anterior and on a posterior
projection of the ventricular epicardial surface. The lightest and darkest gray indicate earliest
and latest activation, respectively. The activation times are shown in milliseconds. The
locations of the epicardial electrodes are marked with circles.
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6 Cardiomagnetic instrumentation
In the following, the multichannel instrumentation used in cardiomagnetic studies is brieﬂy
described. The main focus is on the BioMag Laboratory, where all the magnetic measure-
ments used in this thesis were performed. A comprehensive list of multichannel SQUID
devices currently employed in biomagnetic studies (brain and heart) has recently been pre-
sented by Nowak (1998).
6.1 BioMag Laboratory
The BioMag Laboratory at HUCH, founded in 1995, has state–of–the–art facilities both for
basic research and for clinical applications in functional bioelectromagnetic cardiac and brain
studies. In a three–layer high–performance magnetically shielded room, providing shielding
against ambient urban magnetic noise (Paavola et al 2000), a 122–channel neuromagnetome-
ter (Knuutila et al 1993) and a 67–channel cardiomagnetometer have been installed. An
outer view of the shielded room is presented in Fig. 12a. In addition, a 64–channel bioelec-
tric recording system designed for simultaneous use with biomagnetic recordings (Virtanen
et al 1997), a 128–channel portable BSPM system (Simelius 1998), modern imaging facili-
ties in HUCH, including anatomical and functional MRI, and a fast asynchronous transfer
mode (ATM) network in the hospital and between the Finnish universities, give a unique
framework for the studies.
The 67–channel cardiomagnetometer was designed and constructed in collaboration be-
tween Neuromag Ltd., Helsinki, and the Laboratory of Biomedical Engineering at Helsinki
University of Technology (Montonen et al 2000). The cardiomagnetometer is presented in
Fig. 12b. The sensor array consist of seven axial and 60 planar DC (direct current) SQUID
gradiometers in a hexagonal grid. The channel layout is presented in Fig. 13. The func-
tioning of SQUID detectors will not be handled here; it has been described in detail, e.g.,
by Katila (1989). The wire–wound axial ﬁrst–order gradiometers have a baseline of 80 mm;
the pick–up coil radius is 37.5 mm. The thin–ﬁlm planar gradiometers have a baseline of
16.2 mm, and they are arranged in 30 units which consist of two perpendicular ﬁgure–of–eight
loops. The magnetic ﬁeld component perpendicular to the surface of a sensor is described
by Bz. The axial gradiometers measure the change in Bz along the surface normal of the
sensor (∂Bz/∂z), while the planar gradiometers measure the change in Bz parallel to the
sensor surface (∂Bz/∂x and ∂Bz/∂y). Four planar units, located at the edge of the array,
are positioned perpendicularly to the dewar bottom, while the other 26 units are parallel
to the bottom. The system is modular in the sense that the axial and planar gradiometers
are interchangeable. High sensitivity of the gradiometers was reached by minimizing the
magnetic noise caused by the conducting materials inside the measurement dewar (Nenonen
et al 1996); the noise levels are about 3 fT/
√
Hz for axial and 3 fT/cm
√
Hz for planar sensors
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Fig. 12: a) The magnetically shielded room and b) the 67–channel cardiomagnetometer of
the BioMag Laboratory, located at the Helsinki University Central Hospital.
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Fig. 13: The 67–channel layout of the cardiomagnetometer at the Biomag Laboratory. The
numbering of the channels starts from two. Two numbers are used also in the axial units
even though they contain only one channel.
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(frequency range from 5 Hz to 100 Hz).
The sensors are immersed in liquid helium inside a 130 cm long cylindrical dewar with
inner and outer diameters of 30 cm and 42 cm, respectively. The dewar has a cylindrically
curved bottom with a radius of curvature of 80 cm. The distance from the liquid helium
space to the outer surface of the dewar is 2.5 cm. The dewar is supported by a gantry which
can be moved on an air cushion. The gantry system allows both vertical adjustment and
tilting by 20 degrees in any direction. During recording the patient is lying on a wheeled
non–magnetic bed.
The measurement protocol in the cardiomagnetic recordings varies among diﬀerent pa-
tient groups. A typical measurement can be described as follows: In the preparation phase,
the ECG leads and three magnetic–ﬁeld generating coils, used in indicating the patient’s
position with respect to the dewar, are attached on the chest. The coordinates of the coils
and other landmarks on the chest are stored using a three–dimensional digitizer (3SPACER,
Polhemus Inc., Colchester, VT, USA). After the preparations, the patient is taken into the
magnetically shielded room on the wheeled bed and the dewar is positioned over the chest.
In the beginning of the recording session, the position of the sensor array with respect to
the patient is measured utilizing the above mentioned three coils. Typically, data are col-
lected for 2–5 minutes with a Hewlett–Packard (Palo Alto, CA, USA) data acquisition unit
connected to a real–time processor, controlled by an HP9000 workstation. The anti–aliasing
ﬁlter and the sampling rate are software–adjustable. Normally, the data are band–pass
ﬁltered to 0.03–300 Hz and digitized with a sampling rate of 1000 Hz.
6.2 Other research sites
The Physikalisch–Technische Bundesanstalt (PTB) in Berlin, Germany, has designed and
built a non–commercial sensitive multichannel measurement device with 83 SQUIDs (Drung
1995). The system consists of seven 11–SQUID modules plus six single–channel modules. A
total of 63 magnetometers are oriented to detect Bz, the remaining 20 sensors are detecting
Bx and By. The magnetometers are located at four levels which are parallel to the ﬂat dewar
bottom. This system allows the realization of ﬁrst– or second–order gradiometers, depending
on the measurement requirements. The distance between the sensor level and outer dewar
bottom is approximately 25 mm. The diameter of the area covered with magnetometers in
the sensor level is about 21 cm.
Friedrich Schiller University of Jena, Germany, has a twin–dewar biomagnetometer sys-
tem with 2 × 31 channels, designed and manufactured by Philips (Hamburg, Germany).
The symmetrical ﬁrst–order axial gradiometers have a diameter of 2 cm and a baselength of
7 cm (Do¨ssel et al 1993). In addition to the single–dewar recordings, MCG can be measured
in two planes over the chest with the double–dewar construction. Additionally, 62 ECG
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channels can be recorded simultaneously with the MCG.
A 74–channel two–dewar system of Biomagnetic Technologies Inc. (BTi, San Diego, CA),
presently 4–D NeuroImaging, has been installed at the Friedrich Alexander University of
Erlangen, Germany. The system contains two 37–channel dewars which allow simultaneous
measurements from the anterior and posterior side of the chest. The detectors are ﬁrst–order
axial gradiometers with diameters of 2.2 cm and 2.4 cm, and a baseline of 5 cm. The sensors
are covering an area of 14.4 cm in diameter.
At FEMT Bochum, a 70–channel system of BTi was installed in 1997. This system
has been designed primarily for cardiac studies with a concave measuring surface and an
outer radius of 52 cm. It utilizes 67 magnetometers with a diameter of 2.8 cm in a circular
arrangement with a diameter of 32 cm. 61 magnetometers are oriented approximately parallel
to the sensor axis while six coils are measuring the transversal ﬁeld component.
A 55–channel MCG system by Advanced Technologies Biomagnetics (AtB) has been
installed at the University of Ulm and Chieti in 1998 (Erne´ et al 1999). This device consists
of 77 magnetometers with a diameter of approximately 0.8 cm. The lowest (sensor) level
contains 55 magnetometers, and 7 cm above the sensor level there are 19 magnetometers
acting as compensation coils. The third (highest) level, 14 cm above the sensor level, has
a triplet of magnetometers oriented in the x–, y– and z–directions. The magnetometers in
the sensor level are located in a hexagonal grid with a grid constant of 3.2 cm. First– and
second–order gradiometers can be applied by software.
In Japan, there are also groups working on the MCG, e.g., at Tokyo Denki University,
there is a 39–channel device with 3D second–order gradiometers (Kobayashi and Uchikawa
1999). The system is suitable for brain and heart studies.
6.3 Requirements and future development
In order for the instrumentation to be applicable for cardiomagnetic source imaging studies,
a high enough SNR will have to be achieved in the measurements. Often this leads to
performing the recordings in a magnetically shielded room. This prevents, for example, the
measurements in a catheterization laboratory, and even excludes some patients from the
MCG studies. With higher–order gradiometers and active noise compensation, however, it
is possible to perform measurements outside of a magnetically shielded room and still obtain
a reasonable SNR for data analysis. In addition, the sensors should cover a wide enough
area over the chest to capture the variations in the ﬁeld patterns in order to obtain reliable
source imaging results.
With an increasing number of MCG patients measured at diﬀerent research sites, more
attention has been given to the compatibility and comparability of the data. Burghoﬀ et al
(2000) studied two transformation procedures, a multipole expansion and minimum norm
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estimation, to compare MCGs recorded at PBT and at BioMag. They found that the
methods were useful in transforming MCG recordings into another sensor conﬁguration.
One of the future trends in cardiomagnetic instrumentation most likely includes the de-
velopment of the multichannel cardiomagnetometers into devices which could be operated in
a fully clinical environment. As an example of such a development, a multichannel cardio-
magnetometer with second–order gradiometers will be installed at the Catholic University
of Rome in a catheterization laboratory in the near future. Special attention will be paid to
minimize the size of the bottom of the dewar in order not to disturb the clinical interventions.
The technique of resolving the position of the tip of a stimulation catheter, investigated also
in this thesis, will be taken into standard clinical use. The MCG measurements and sub-
sequent localizations can be expected to reduce the time required for the treatment of the
patient. The results obtained with this system can be used in developing multichannel MCG
devices more suitable for a clinical environment.
The progress in the development of high–temperature (HTC) SQUIDs, which can be
operated even at 70–80 K and therefore be cooled with liquid nitrogen, is likely to produce
compact recording units that could be operated at a patient’s bedside or in a very lightly
magnetically shielded room. The operational diﬃculties and costs of such a device would
be substantially smaller than those of the current LTC devices. However, the sensitivity of
the HTC SQUIDs is still somewhat lower than in LTC SQUIDs. Test measurements carried
out with a HTC sensor in the Berlin magnetically shielded room showed a sensitivity of
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Hz from 40 Hz onward and an RMS value of 0.9 pT for the noise (Lindstro¨m 1999).
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7 Discussion
In this thesis, diﬀerent source and volume conductor models, applicable for cardiomagnetic
source imaging studies, were investigated. In some cases, also body surface potential map-
ping recordings were used for comparison purposes. The localization results were validated
invasively, e.g., by using a non–magnetic catheter inserted in the heart, and by epicar-
dial potential recordings carried out during an open–chest surgery. The calculations were
performed with boundary element models, including piecewise homogeneous electric con-
ductivity inside the thorax. In the following, some aspects related to the calculations, such
as the eﬀect of anisotropic parts inside the thorax, are considered. In addition, the role of
magnetic measurements is evaluated versus electric recordings and other imaging techniques
suitable for obtaining functional information about the heart. Finally, possible future trends
in cardiomagnetic source imaging techniques are addressed.
7.1 The role of anisotropy
In the studies performed in this thesis, the boundary element method (BEM) was used
in describing the properties of the volume conductor, assuming a piecewise homogeneous
electric conductivity. If anisotropies of the electric conductivity would be included in the
calculations, the ﬁnite element method (FEM) would be required. In FEM, a full domain
mesh of the volume conductor, consisting of volume elements, is required. The dimensions of
the system matrices in FEM are considerably larger than in BEM. However, eﬃcient sparse
matrix techniques can be used to speed up the calculations.
Several studies have been carried out concerning the eﬀect of the anisotropy of the
heart. For example, Wei et al (1995) simulated an isotropic and anisotropic heart where
the anisotropy of conduction velocity and intracellular electric conductivity were included.
Simulations of the normal heart, and left and right bundle branch blocks showed no signiﬁ-
cant diﬀerences between the two models in the excitation processes of the whole heart or in
the body surface electrocardiograms. Thivierge et al (1997) used the ECD in deﬁning the
eﬀect of ﬁber direction in a layered inner block representing the heart. Current dipoles of dif-
ferent orientations were placed in the inner block and the potentials calculated everywhere.
Eﬀects of the anisotropy of the inner block were gauged by computing ECD localizations
from the outer block surface potentials. For volume conductor conductivities close to that
of the torso, the anisotropy was found to diminish dipoles oriented along the ﬁbers.
In addition to the heart, other parts of the body may also show a certain degree of
anisotropy. The eﬀect of the anisotropic skeletal muscle layer has been investigated, e.g., by
Gulrajani and Mailloux (1983), and it has been found to have a prominent eﬀect on body
surface potentials (Klepfer et al 1997). The eﬀect of the skeletal muscle on ECD localizations
was simulated by Bruder et al (1994b) who found that including the skeletal muscle layer
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in an approximative manner smoothed the surface potential which in turn produced too
deep BSPM dipole localizations. However, the corresponding magnetic ﬁeld pattern was less
aﬀected by the skeletal muscle layer. This could also account for the diﬀerences in MCG
and BSPM localization results in Publication III.
Despite the results of some studies pointing out diﬀerences in the generated ﬁelds cal-
culated with isotropic and anisotropic volume conductor models, the practical requirements
in clinical work, demanding nearly on–line localization results, often make it impossible to
assign individual ﬁber directions in the heart and, e.g., in the skeletal muscle layer. However,
in the future it would be beneﬁcial to develop methods which would enable an easy inclusion
of the appropriate anisotropies in the cardiomagnetic source imaging studies.
7.2 MCG vs. ECG
The superiority of MCG over ECG, or vice versa, has been the subject of an ongoing discus-
sion. It has even been suggested that MCG can be derived from ECG measurements (van
Oosterom et al 1990), and therefore the magnetic measurements would be unnecessary. In
the following, some theoretical points of view and experimentally observed phenomena will
be discussed.
7.2.1 Theoretical considerations
It is evident that ECG and MCG are sensitive to diﬀerent conﬁgurations of the source cur-
rent: body surface potential measurements reﬂect the ﬂux of the primary current distribution
whereas the magnetic measurements are associated with the curl of the same source (e.g.,
Plonsey 1972). Therefore, certain source conﬁgurations can be undetectable in one measure-
ment but visible in the other. For example, a radial dipole in a semi–inﬁnite halfspace or
in a sphere produces no magnetic signal outside the volume conductor. In a more complex
volume conductor, however, a radial dipole produces a magnetic signal due to the secondary
currents on the boundaries. On the other hand, a vortex type of current, i.e. a current loop,
would be undetectable in ECG measurements, but generates a measurable magnetic ﬁeld.
Diﬀerences between the observed electric and magnetic signals have also been investigated
by using the bidomain model of the heart. Studies about “electrically silent” magnetic
ﬁelds have been presented, e.g., by Roth and Wikswo (1986) and by Fischer et al (1999b).
Such magnetic ﬁelds arise from a helix or spiral like ﬁber architecture where oﬀ–diagonal
terms enter into the conductivity tensors of the bidomain model. Roth and Wikswo (1986)
suggested that the apex of the heart is an obvious example of a tissue with a spiraling cellular
geometry.
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7.2.2 Experimental observations
In physical and pharmacological exercise studies (Brockmeier et al 1994, 1997), more distinct
changes in multichannel MCG signals than in the simultaneously recorded 32–lead ECGmaps
have been reported. A vortex source, which would be undetectable in ECG measurements,
was suggested to explain the phenomenon.
Considering clinical use, the fetal MCG recordings are an important application of mag-
netic measurements. They have shown to detect the heart rate of the fetus and even some
cardiac abnormalities throughout the course of pregnancy (e.g., Kariniemi et al 1974, Hukki-
nen et al 1976, Quinn et al 1994, Wakai et al 1997, Hamada et al 1999, van Leeuwen et al
1999). The magnetic recordings are specially important because the ECG signal of a fetus
decreases after the 25th week of gestation and becomes practically undetectable while the
MCG signal increases. After the 30th week, the ECG signal increases again together with
the MCG signal. The decrease of the electric signal is caused by vernix caseosa, an insulating
layer covering the fetus (e.g., Oostendorp and van Oosterom 1991).
In addition to fetal recordings, Moshage et al (1991) found that MCG was superior to
ECG in the quantiﬁcation of the left ventricular hypertrophy (LVH). Recently Takala et
al (2000) reported a study of 13 hypertensive patients in whom the degree of hypertrophy
was measured using echocardiographic studies. The performance of the MCG was compared
to the standard 12–lead ECG. The analysis method used in the MCG was the measure of
the QRS area scaled to the distance of the heart from the measurement dewar. The MCG
results showed a good correlation of 0.70 (p = 0.007) with the echocardiographic results while
the ECG results did not correlate signiﬁcantly with the echocardiography (0.56, p = 0.27).
According to this preliminary small–scale study, MCG could provide a practical screening
method for the detection of pathologic LV hypertrophy in hypertensive patients.
On the other hand, the applicability of multichannel BSPM mapping for an on–line use
in a catheterization laboratory is an advantage of the electric recordings over the magnetic
ones. The BSPM pace–mapping studies (e.g., Liebman et al 1991, Dubuc et al 1993, Sip-
pensGroenewegen et al 1993, Simelius et al 1996) have shown to successfully guide catheter
ablations during the procedure. The MCG localizations will usually have to be performed
in a separate session. In addition, anatomical information about the patient is required to
produce an individual description of the torso.
Therefore, the question whether the information in MCG mapping is superior to BSPM,
or vice versa, still does not have a clear answer. Nevertheless, it is evident that both mapping
methods, employed either separately or in combination, can provide diagnostic information
which is superior to the standard 12–lead ECG. Especially, combining electric and magnetic
recordings could produce additional information in the clinical evaluation of the patients.
For example, it has been suggested that isocontour maps derived from multichannel MCG
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and BSPM data provide complementary means of discriminating between normal subjects
and myocardial infarction patients (Lant et al 1990). However, the costs associated with a
multichannel MCG system are substantial compared to that of an ECG measuring system.
Therefore, until nowadays MCG systems have mainly been used as research tools.
7.3 Other functional imaging techniques
Bioelectric and –magnetic studies oﬀer functional information about electrically active or-
gans, such as the heart and the brain, which is diﬃcult to obtain by other imaging techniques.
For example, MRI, computed tomography (CT) and X–ray imaging mainly provide only
anatomical information. The alternative functional imaging methods, such as perfusion–
MRI, PET and single photon emission computed tomography (SPECT), involve the use
of intravenous markers to produce knowledge about metabolic processes. In addition, the
time resolution of perfusion–MRI, PET and SPECT is only around one second while with
MCG/ECG, information is obtained within millisecond time resolution.
In addition to measurements carried on and outside of the body, electric and magnetic
recordings have also been performed inside the heart. For example, an intracavitary multi-
electrode probe has been applied in recording cardiac activity. It has been stated that due
to smoothing, the potential distribution measured on the probe does not accurately enough
reﬂect the local changes in the cardiac activity, and therefore an inverse procedure is needed
to reconstruct the endocardial potential distribution (Khoury and Rudy 1992). Khoury et al
(1995) found an accuracy of 10–20 mm in reconstructing local events of cardiac excitation,
e.g. pacing sites, by solving the endocardial potential distribution from the multielectrode
probe recordings in the cavity of an isolated canine left ventricle. To be applicable in a
catheterization laboratory, however, the method requires the determination of the probe–
cavity geometry. Recently, Liu et al (1998) suggested using a small multielectrode catheter
that could be introduced percutaneously, and found that a catheter with a curved geometry
performed well in reconstructing the endocardial potentials.
7.4 Future aspects
Magnetocardiographic recordings have many advantages to become a clinical method. First
of all, they are fully non–invasive. Current multichannel MCG systems are also very fast;
a patient measurement can be carried out in a few minutes. Therefore, the safety and the
comfort of the patient are high. One MCG measurement can oﬀer several electromagnetic
parameters for a thorough characterization of the patient’s heart. The high quality of the
inverse solutions obtained in the studies carried out in this thesis prompts the use of cardio-
magnetic source imaging in several clinical applications.
The high accuracy of ECD localizations, observed in this thesis, encourages the on–line
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use of the method during EP studies. The necessary developments in the instrumentation
were previously described. However, in order to obtain high–quality localizations, individual
torso models are required in the inverse calculations. The cost and the availability of MRI
might reduce the clinical use of the method. Obtaining the torso models, e.g., from X–ray
images, where the positions of the lungs and the heart can be approximated, would reduce
the costs and improve the availability of source imaging results. The construction of such
models has been investigated by Lo¨tjo¨nen et al (1999b) who found that the average error in
the positions of the nodes in the BE model, produced by the X–ray modeling, was about
5 mm. Such an accuracy of the torso model is adequate for most source imaging purposes.
Therefore, the ECD localization method could be developed into a clinical tool to be used
in a catheterization laboratory.
The preliminary studies about localizing ischemia fromMCG recordings show the promise
of the technique. Detection and localization of ischemia and viability would concern a large
number of cardiac patients, if the MCG method proves to be useful. The results obtained in
this thesis show the potential of the MCG method to identify ischemic regions on the surface
of the left ventricle. While in this thesis the eﬀect of the geometry and topology of the BE
model was thoroughly investigated as a function of the ECD localization accuracy, further
studies are needed to investigate the eﬀect of the volume conductor model on the current
density estimation result.
The calculation of activation times on the epi– and endocardial surfaces of the ventricular
muscle was also found to be a promising method for imaging the ventricular function. By
using the UDL as the source model, the whole depolarization phase can be represented with a
single inverse solution. The quality of the activation times calculated in this thesis was most
likely reduced by the large infarcted areas of the patients for which the assumption about a
uniform source strength does not hold. Therefore, further validation studies with structurally
healthy hearts and exact references about the ventricular function would be required to
optimally discover the potential of this inverse solution. Ideally, the same reference data
could be used in studying the properties of all source models investigated in this thesis.
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